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Audiologists  are  often  called  upon  to  recommend  hearing 
aids  for  their  clients.   The  evaluative  procedures  used  to 
make  these  recommendations  involve  the  clients'  performance 
on  behavioral  measures  designed  to  estimate  and  quantify 
speech  intelligibility.   It  is  documented  in  the  research 
literature  that  electroacoustic  characteristics  of  hearing 
aids  can  affect  speech  intelligibility,  however,  there  is 
disagreement  as  to  which  characteristics  have  the  most  pro- 
found affect.  Reasons  conjectured  for  the  disagreement 
include  (1)  behavioral  measure  unreliability,  (2)  inadequate 
assessment  of  electroacoustic  interactions  and  (3)  use  of 
behavioral  measures  which  are  affected  by  different  electro- 
acoustic characteristics  and/or  interactions. 

In  order  to  test  the  validity  of  these  conjectures 
forty-two  discrete  electroacoustic  measurements  were  made  on 
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each  of  ten  hearing  aids.   Ten  behavioral  measures  (C.I.D. 
W-22  Word  Lists  (CID) ,  V.A.  Discrimination  Test  (VAH), 
Modified  Rhyme  Test  (IIRT),  a  synthetic  sentence  test  (SST), 
C.I.D.  Everyday  Sentences j  judged  intelligibility  (HSJ)  and 
write  down  response  (ESW),  a  quality  judgment  passage  (QJ) 
and  the  Intermodulation  Distortion  Test  at  three  S/Ns 
(IMDTO,  -b,   -8))  were  recorded  through  the  same  aids,  de- 
graded with  speech  spectrum  noise  and  presented  to  ten 
normal  hearing  listeners. 

Pearson  correlation  coefficients  between  subject  test 
and  retest  performances  shov/ed  good  reliability  (r>.75)  for 
all  of  the  behavioral  measures  except  SST,  ESW  and  IMDT8. 
Criticism  of  these  reliable  measures  on  the  basis  of  in- 
stability of  results,  was,  therefore,  concluded  to  be  un- 
founded in  these  data. 

Pearson  correlation,  factor  analysis  and  multiple 
regression  calculations  were  performed  between  the  electro- 
acoustic  characteristics  and  subject  responses  on  the 
behavioral  measures,  in  order  to  test  the  soundness  of  the 
other  two  conjectures. 

Examination  of  the  Pearson  correlation  matrix  showed 
that  many  of  the  electroacoustic  characteristics  were  highly 
correlated  with  one  another.   In  these  data,  therefore,  no 
characteristic  was  a  truly  independent  variable,  but  represented 
the  sum  total  of  the  moment-to-moment  interactions  with  all 
of  the  other  characteristics.   The  supposition  that  inter- 
action effects  require  a  systematic  appraisal  seems  warranted. 
Assessment  of  solitary  characteristics,  apart  from  interactions 


with  other  characteristics,  was  determined  to  be  unrealistic 
and,  perhaps,  misleading. 

An  obliquely  rotated  factor  analysis  was  performed  on 
the  electroacoustic  characteristics  to  permit  the  use  of  a 
subject-to-independent  variable  ratio  appropriate  for  multiple 
regression  procedures.   Five  factors  were  extracted  from  the 
data.   The  characteristic  under  each  factor  which  had  the 
highest  loading  was  selected  as  the  single  most  influential 
characteristic  to  that  factor.   Factor  groupings  ,  on  the 
basis  of  high  loadings,  were  labelled  harmonic  distortion, 
maximum  power  output,  bandwidth,  gain  and  regularity  of 
frequency  response. 

Multiple  regression  analysis  produced  regression 
coefficients  (R),  the  square  of  which  indicated  how  much 
of  the  variance  in  each  of  the  behavioral  measures  was 
accounted  for  by  the  five  factors,  and  beta  weights,  which 
signified  the  relative  affect  of  the  five  factors  upon  each 
measure.   On  the  basis  of  this  analysis,  a  modified  cross 
validation  and  reliability  coefficients,  VAH,  MRT,  ESJ,QJ 
and  IMDTO  were  determined  to  be  stable  and  reliable  estimates 
of  speech  intelligibility.   The  beta  weights,  however,  rank 
ordered  the  influence  of  the  five  factors  differently  for 
each  measure.   This  result  was  interpreted  to  imply  that  each 
of  the  investigated  measures  v/as  influenced  by  different  inter- 
actions between  the  electroacoustic  factors. 

Comparison  of  research  results,  based  upon  different 
behavioral  measures,  was  decided  to  be  inappropriate  and, 
perhaps,  misleading  because  the  sensitivity  of  different 
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measures  to  electroacoustic  interactions  do  not  appear  to  be 
equivalent. 

Finally,  an  approach  to  hearing  aid  selection  procedures 
was  proposed  which  uses  knowledge  of  differential  sensitivity 
of  "behavioral  measures  to  electroacoustic  interactions,  to 
predict  speech  intelligibility  through  a  hearing  aid. 
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CHAPTER  1 
INTRODUCTION  AND  REVIEW  OF  THE  LITERATURE 

I      Statement  of  the  Problem 
Audiologists  are  often  called  upon  to  recommend  hearing 
aids  for  their  clients.  The  evaluative  procedures  used  to 
make  these  recommendations  involve  the  client's  performance 
on  behavioral  measures  designed  to  estimate  and  quantify  the 
intelligibility  of  speech  (Ross,  1972). 

It  is  well  documented  in  the  literature  that  electro- 
acoustic  characteristics  of  hearing  aids  can  affect  speech 
intelligibility  (Harris  et  al. ,  196l»  Jerger  et  ale,  1966a, b; 
Olsen,  Jabeley  and  Pappas,  1966?  Jerger,  1967>  Olsen  and 
Carhart,  1967*  Olsen  and  Wilbur,  1967?  Bode  et  al.,  1968» 
Jerger  and  Thelin,  1968 t  Bode  and  Kasten,  1971,  Olsen,  1971a, b» 
Witter  and  Goldstein,  1971?  Smaldino,  1972,1973).  Results 
from  these  investigations,  however,  are  in  disagreement  as 
to  which  characteristics  most  profoundly  affect  intelligibility. 
Among  the  reasons  conjectured  for  the  disagreement  are  in- 
adequate appraisal  of  electroacoustic  interactions  (Harris  et  al., 
I96li   Smaldino,  1972,1973),  use  of  behavioral  measures  which 
are  affected  by  different  electroacoustic  characteristics  and/or 
interactions  (Jerger  and  Thelin,  1967;  Witter  and  Goldstein, 
1971;  Smaldino,  1972,1973)  and  behavioral  measure  unreliability 
(Shore,  Bilger  and  Hirsh,  1960»  Ross,  1972). 
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Review  of  the  Literature 
The  electroacoustic  characteristics  of  hearing  aids 
which  have  been  implicated  as  having  an  effect  upon  speech 
intelligibility  include  harmonic  distortion,  intermodulation 
distortion,  bandwidth,  irregularity  of  the  frequency  response, 
transient  distortion  and  gain. 

Behavioral  measures  which  have  been  employed  or  appear 
to  have  utility  in  hearing  aid  evaluative  procedures  include 
monosyllabic  word  lists,  rhyming  monosyllables,  sentence 
lists,  quality  judgments  and  judged  intelligibility. 

The  literature  is  replete  with  disagreement  as  to  which 
electroacoustic  characteristics  affect  intelligibility  as 
estimated  by  different  behavioral  measures. 
Harmonic  Distortion/Sentence  Lists 

In  exploring  the  effects  of  signal-to-noise  ratio, 
frequency  range,  flatness  of  the  frequency  response  curve, 
harmonic  distortion  and  intermodulation  distortion,  Harris 
et  al.  (1961)  used  the  C.I. D.  Everyday  Sentences  which  were 
equated  for  length  (6-9  words  per  sentence)  as  the  behavioral 
measure.  Harmonic  distortion  was  found  to  have  the  highest 
correlation  with  speech  intelligibility  error  scores.  Inter- 
modulation distortion  also  correlated  well  with  intelligibility, 
but  was  highly  intercorrelated  with  harmonic  distortion,  thus, 
was  not  considered  a  different  variable  from  harmonic  dis- 
tortion o  Cubic  and  quadratic  intermodulation  distortion  were 
found  not  to  affect  intelligibility.  Frequency  range  was 
slightly  correlated  with  speech  understanding,  while  integrated 


area  under  the  frequency  response  curve  was  found  to  be 
moderate  predictor  of  intelligibility.  Transient  distortion 
was  speculated  as  being  the  best  portender  of  intelligibility, 
but  instrumentation  for  this  measurement  was  unavailable  to 
the  investigators. 
Harmonic  Distortion/Sentence  Lists/Monosyllabic  Word  Lists 

Jerger,  Speaks  and  Malmquist  (1966a,b)  used  a  multiple 
choice  sentence  intelligibility  test  (PAL  Auditory  Test, 
number  8,  Karlin  et  al.,  19^*0  and  three  monosyllabic  word 
lists  (C.I.D.  Auditory  Test,  W-22,  Hirsch  et  al.,  1952 i   CNC 
Word  Lists,  Lehiste  and  Peterson,  1959i  PAL  PB  Word  Lists, 
Egan,  19^8  which  were  low  pass  filtered  at  500  Hz)  to  discover 
a  behavioral  task  which  would  reliably  differentiate  the 
performance  of  hearing  aids.  Results  showed  that  while  the 
sentence  intelligibility  task,  with  intellective  masking, 
rank  ordered  the  aids  in  inverse  proportion  to  harmonic  dis- 
tortion, "performance  differences  were  not  systematically 
reflected  in  the  monosyllabic  word  test  results"  (Jerger, 
Speaks  and  Malmquist,  1966b,  p.  253)  presented  in  quiet. 
Harmonic  Distortion/Rhyming  Monosyllables 

Kruel  et  al.  (1968)  revised  the  Modified  Rhyme  Test  (MRT). 
The  response  paradigm  consists  of  fifty  closed  set  items  with 
six  foils  each.  The  subjects  task  was  to  draw  a  line  through 
the  one  foil  that  was  heard.  Bode  et  al.  (1968)  using  the 
MRT  found  that  consonant  discriminations  were  reduced  over 
a  range  of  thirteen  to  thirty  percent  with  increasing  harmonic 
distortion  (five  percent,  fifteen  percent,  twenty-five  percent 
and  thirty-five  percent). 
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Bode  and  Kasten  (1971)  using  the  Modified  Rhyme  Test 
mixed  with  noise  concluded  that  reduced  high  frequency  band- 
width, altered  speech-to-noise  ratio  and  harmonic  distortion 
in  hearing  aids  were  mutually  inclusive  causes  of  reduction 
in  consonant  differentiations. 
Intermodulation  Distortion/Monosyllabic  Word  Lists/Sentence  Lists 

Jerger  (1967)  found  no  consistent  rank  ordering  of  a 
group  of  hearing  aids  when  the  C.I.D.  W-22  Word  Lists,  PB 
Word  Lists,  CNC  Word  Lists  and  the  PAL-8  Sentence  Intelligibility 
Test  were  compared.  The  sentence  intelligibility  test  did, 
however,  show  reliable  differences  among  the  aids  and  rank 
ordered  the  best  aid  first  and  the  worst  aid  last.  Another 
test,  The  Intermodulation  Distortion  Test  (IDT)  based  upon 
distortion  products  that  are  generated  when  a  1  KHz  and 
1<6  KKz  tone  are  mixed  together  was  played  through  hearing 
aids.  The  subject's  task  in  a  paired  comparison  paradigm 
was  to  .judge  whether  the  signal  passed  through  the  hearing 
aid,  or  a  reference  signal  made  up  of  the  same  sinusoids  not 
passed  through  a  hearing  aid  was  heard  first.  Results  showed 
that  the  IDr  could  easily  differentiate  hearing  aids  and  that 
it  was  superior  to  the  sentence  intelligibility  test  because 
it  had  less  inter-subject  variance. 
Bandwidth/Monosyllabic  Word  Lists 

Olsen  and  Carhart  (1967)  while  investigating  the  use- 
fulness of  some  test  procedures  for  the  evaluation  of  binaural 
hearing  aids,  found  that  speech  discrimination  was  reduced 
when  heard  through  a  hearing  aid,  when  compared  with  direct 
reception  at  comparable  signal-to-noise  ratios.  This  finding 


led  the  investigators  to  explore  the  effects  of  bandwidth, 
harmonic  distortion  and  intermodulation  distortion  on  speech 
intelligibility.  The  behavioral  measures  were  monosyllabic 
words  in  quiet,  monosyllables  in  the  presence  of  competing 
speech  (Bell  Telephone  Intelligibility  Sentences)  and  Mono- 
syllables in  speech  spectrum  noise*  They  found  that  bandwidth 
was  the  only  electroacoustic  characteristic  which  consistently 
rank  ordered  the  aids  the  same  way  as  the  speech  discrimination 
scores 

Olsen  and  Wilbur  (1967)  assessed  bandwidth,  harmonic 
distortion,  intermodulation  distortion  and  transient  response 
on  a  group  of  hearing  aids.  The  behavioral  measures  recorded 
through  the  aids  were  monosyllables  in  quiet  and  monosyllables 
with  intellective  masking  (Bell  Telephone  Intelligibility 
Sentences).  Conclusions  drawn  from  the  study  were  that  band- 
width was  the  only  physical  characteristic  which  ranked  the 
hearing  aids  in  the  same  way  as  the  speech  discrimination 
scores,  and  that  monosyllabic  words  with  competition  was  the 
only  measure  which  differentiated  the  hearing  aids. 
Response  Irregularity/Sentence  Lists 

Jergsr  and  Thelin  (1968)  assessed  the  effects  of  the 
shape  of  the  frequency  response  curve,  effective  bandwidth, 
harmonic  distortion,  gain,  signal-to-noise  ratio  and  signal- 
to-hum  ratio  on  speech  understanding.  The  behavioral  measure 
employed  was  the  Synthetic  Sentence  Identification  Test  (SSI) 
constructed  by  Speaks  and  Jerger  (1965).  The  test  consists 
of  a  series  of  synthetic  sentences  based  upon  random  or 
conditional  word  probabilities.  The  sentences  were  approximations 


to  real  English  sentences,  in  that  they  had  an  appropriate 
linguistic  pattern,  but  little  meaning.  The  response 
paradigm  of  the  SSI  is  closed  set,  wherein  the  subject  merely 
indicates  which  of  a  group  of  ten  sentences  was  heard.  A 
high  correlation  was  found  between  SSI  and  irregularity  of 
frequency  response,  The  aids  which  produced  the  highest 
speech  scores,  also  had  the  smoothest  frequency  response  curves. 
An  index  of  Response  Irregularity  (IRI)  was  devised  which  was 
roughly  proportional  to  the  jaggedness  or  overall  departure 
from  smooth  uniform  slope  in  the  frequency  response  and  which 
showed  the  highest  correlation  with  SSI  scores  than  any  other 
investigated  characteristic*  They  also  found  that  the  next 
highest  correlation  with  SSI  scores  was  bandwidth  below  1  KHz 
and  that  harmonic  distortion  was  "not  a  significant  source 
of  degradation  in  speech  understanding  in  the  typical  modern 
hearing  aid"  (p.  172),  indeed,  SSI  scores  tended  to  be  higher 
in  those  aids  showing  the  greatest  distortion. 
Intermodulation  DistortionAonosyllabic  Word  Lists 

Olsen  (1971a, b)  found  that  aids  having  the  least  difference 
frequency  intermodulation  distortion  (CCIP  Method)  and  broadest 
bandwidth  produced  the  highest  discrimination  scores  (on  a 
monosyllabic  word  test  with  intellective  competing  message) 
when  persons  with  sensorineural  hearing  losses  were  tested. 
In  an  attempt  to  determine  whether  the  effect  on  discrimina- 
tion was  due  to  intermodulation  distortion  or  bandwidth,  a 
study  was  conducted  in  which  harmonic  and  intermodulation 
distortion  could  be  varied  (using  a  peak  clipper)  and  where 
other  performance  characteristics  could  be  held  relatively 


constant.  Persons  with  sensorineural  hearing  loss  and 
excellent  speech  discrimination  in  quiet  were  tested  with 
monosyllables  in  quiet,  with  competing  message  and  in  the 
presence  of  amplitude  modulated  white  noise.  Speech 
discrimination  scores  in  quiet  remained  unchanged  even 
with  high  levels  of  harmonic  and  intermodulation  distortion; 
in  the  competing  message  condition,  scores  were  slightly 
improved}  a  slight  reduction  in  performance  was  noted  in  the 
amplitude  modulated  white  noise  condition. 
Transient  Distortion/Quality  Judgments 

Witter  and  Goldstein  (1971)  correlated  preference  judg- 
ments for  short  passages  of  continuous  discourse  recorded 
through  five  hearing  aids  with  harmonic  distortion,  inter- 
modulation distortion,  frequency  range  and  transient  distor- 
tion values  of  the  same  aids.  Transient  distortion  correlated 
higher  with  subject  preferences  than  frequency  range  or 
harmonic  distortion.  Intermodulation  distortion  had  little 
effect  on  the  quality  judgments.   In  conclusion,  the  authors 
stated  that  disagreement  as  to  the  important  electroacoustic 
characteristics  to  speech  reported  in  other  studies,  may  have 
been  caused  by  interaction  of  various  characteristics.  Transient 
response,  being  an  indication  of  overall  linearity  (interaction 
effect)  in  an  electroacoustic  system,  may  therefore,  be  the 
mo3t  appropriate  single  measure  of  the  effect  a  hearing  aid 
will  have  on  intelligibility. 
Gain,  Bandwidth.  IRI,  Transient  Distortion/Sentence  Lists 

Smaldino  (1972,1973)  correlated  thirty-one  performance 
characteristics  of  sixteen  hearing  aids  with  behavioral  scores 


on  a  multiple  choice  key  word  in  sentences  discrimination 
test  (Kent  State  University  Discrimination  Test,  Berger, 
1969).  Results  showed  that  fifty-nine  percent  of  the 
variance  in  the  discrimination  test  scores  could  he  accounted 
for  hy  the  combination  of  (in  order  of  strength  of  effect) 
white  noise  gain,  bandwidth  below  i  KKz,   bandwidth  above 
1  KHz,  shape  of  the  frequency  response  curve  and  transient 
distortion.  Conclusions  included  the  hypothesis  that  inter- 
active effects  of  performance  characteristics  may  dictate 
the  moment  to  moment  effect  of  the  characteristics  upon 
speech  understanding. 

Quality  Judgments.  Judged  Intelligibility  and  Revised 
Monosyllabic  Word  Lists 

Jeffers  (i960)  constructed  eight,  one  minute  selections 
of  continuous  discourse  and  played  them  through  five  hearing 
aids  which  represented  a  range  of  relative  flatness  of  the 
frequency  response  curve  and  gain.  Subjects  made  paired 
comparisons  of  the  hearing  aids,  making  a  preference  judgment 
for  the  aid  that  sounded  best  to  them.  Results  showed  that 
the  electroacoustic  characteristic  differences  represented 
by  these  hearing  aids  did  affect  the  quality  of  speech  passed 
through  them  and  that  subjects  were  excellent  judges  of  the 
differences. 

Zerlin  (1962)  used  a  paired  comparison  technique  with 
six  hearing  aids.  Subjects  heard  a  thirty  second  long  passage 
of  continuous  discourse  in  a  background  of  cafeteria  noise. 
Their  task  was  to  decide  which  passage  of  the  pair  was  most 
intelligible,  or  if  equal,  which  was  the  most  comfortable  to 


listen  to.  C.I.D.  W-22  half  lists  were  recorded  through 
the  same  aids.  Results  showed  that  discrimination  scores 
derived  from  the  W-22  half  lists  did  not  differentiate  the 
hearing  aids,  whereas,  the  preference  judgments  yielded 
clear-cut  and  reliable  differences  for  five  of  the  six 
hearing  aids. 

Speaks  et  al.  (1972)  suggested  a  scaling  of  intelligibility 
based  upon  a  decision  by  the  listener  as  to  how  well  continuous 
discourse  is  understood.  While  the  procedure  has  not  been 
used  to  differentiate  hearing  aids,  the  decisions  reached  by 
the  listeners  correspond  well  with  actual  intelligibility  scores. 

Campbell  et  al.  (1973)  revised  the  C.I.D.  W-22  Word 
Lists.   "About  seventy  percent  of  the  original  words  were 
replaced  by  v/ords  more  suitable  in  familiarity  and  difficulty" 
(pr  W-9).   The  revised  lists  have  not  been  used  to  differentiate 
hearing  aids,  although  the  presumed  improvement  of  distribution 
of  difficulty  over  the  original  words  suggest  that  they  might 
be  useful  in  hearing  aid  selection  procedures. 

In  summary,  various  electroacoustic  characteristics  of 
hearing  aids  have  been  correlated  with  a  variety  of  behavioral 
measures  designed  to  estimate  and  quantify  speech  intelligibility. 
Research  results  are  not  in  agreement  as  to  which  electro- 
acoustic  characteristics  are  most  degrading  to  speech  nor  is 
there  agreement  as  to  which  behavioral  measure  to  use  to 
estimate  and  quantify  speech  understanding. 

For  the  purpose  of  this  study  measures  of  harmonic 
distortion,  intermodulation  distortion,  bandwidth,  irregularity 
of  the  frequency  response,  maximum  power  output  and  gain  were 
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employed.  Behavioral  measures  included  monosyllabic  word 
lists,  rhyming  monosyllables,  sentence  lists,  quality  judg- 
ments and  judged  intelligibility# 
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Purpose  of  the  Study 

Results  from  investigations  relating  electroacoustic 
characteristics  of  hearing  aids  to  "behavioral  measures 
designed  to  estimate  and  quantify  speech  intelligibility 
are  in  disagreement.  Among  the  reasons  conjectured  for 
the  disagreement  are  inadequate  appraisal  of  electroacoustic 
interactions,  use  of  behavioral  measures  sensitive  to  different 
electroacoustic  characteristics  and/or  interactions,  and 
behavioral  measure  unreliability. 

The  purpose  of  this  study  was  to  explore  the  validity 
of  the  reasons  conjectured  for  the  disagreement  in  research 
results  by  investigating  the  effects  of  various  electroacoustic 
characteristics  on  several  behavioral  measures. 

The  specific  questions  asked  warei 

What  is  the  relationship  between  the  electroacoustic 
characteristics  and  the  behavioral  measures? 

What  is  the  relationship  between  the  electroacoustic 
characteristics? 

What  is  the  relationship  between  the  behavioral  measures? 

Which  electroacoustic  characteristics  are  influential 
in  affecting  the  score  derived  from  each  behavioral  measure 
and  what  is  the  relative  weight  of  the  influence  of  each 
characteristic? 

What  is  the  coefficient  of  reliability  for  each  of  the 
behavioral  measures? 


CHAPTER  2 
MATERIALS  AND  PROCEDURES 


Ten  used  hearing  aids  of  several  different  brands  and 
types  were  assembled  for  this  investigation.  Measurements 
of  frequency  response,  saturation  output,  gain,  regularity 
of  the  frequency  response,  bandwidth,  harmonic  distortion 
and  intermodulation  distortion  were  made  on  each  hearing 
aid.  The  C.I.D.  Auditory  Test  W-22,  the  Miami  Veterans 
Administration  Discrimination  Test,  the  Modified  Rhyme  Test, 
a  synthetic  sentence  measure,  a  judged  intelligibility  test 
using  the  C.I.D.  Everyday  Sentences,  the  C.I.D.  Everyday 
Sentence  Test,  the  Intermodulation  Distortion  Test  and 
quality  judgment  material  were  all  recorded  through  each  of 
the  hearing  aids  and  constituted  the  behavioral  test  battery. 
Subjects'  responses  to  these  behavioral  tests  were  correlated 
with  the  electroacoustic  measurements. 

Electroacoustic  Measurements 
Frequency  Response 

The  electroacoustic  characteristics  of  the  microphone, 
amplifier  and  receiver  of  a  hearing  aid  interact  so  that  the 
gain  acrcss  frequencies  is  not  linear.  Some  frequencies  are, 
therefore,  amplified  to  a  greater  extent  than  other  frequencies, 
A  quantification  of  this  frequency  response  is  a  graphic  plot 
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FIGURE  1 

BLOCK  DIAGRAM  OF  THE  EQUIPMENT  USED 

FOR  OBTAINING  FREQUENCY  RESPONSE  OF 

THE  HEARING  AIDS  UNDER  INVESTIGATION 
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A  -  B&K  Type  ^212  Hearing  Aid  Test  Chamber 

B  -  B&K  Type  Condenser  Microphone 

C  -  2cc  Coupler 

D  -  Hearing  Aid  Receiver 

E  -  Hearing  Aid  Body 

F  -  Speaker 

G  -  B&K  Type  1022  Beat  Frequency  Oscillator 

H  -  B&K  Type  2603  Microphone  Amplifier 

I  -  B&K  Type  210?  Audio  Frequency  Spectrometer 

J  -  B&K  Type  3205  Graphic  Level  Recorder 
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FIGURE  2 


FREQUENCY  RESPONSE  CURVE  OF  AID  NUMBER  ONE 
USING  THE  2  CC  COUPLER 
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FIGURE  3 


FREQUENCY  RESPONSE  CURVE  OP 
HEARING  AID  TEST  CHAMBER 


90_ 


RESPONSE 
IN 
dB 


1*0 


1CC0        2030 


5C0O       IOC 


FREQUENCY  IN  Hz 


16 


with  the  gain  in  decibels  (dB)  on  the  ordinate  and  frequency 
in  Kertz  (Hz)  on  the  abscissa. 

The  procedure  involves  placing  the  hearing  aid  under  test 
in  a  Bruel  and  Kjaer  (B&K)  type  4212  hearing  aid  test  chamber 
(Figure  1).  A  1  KHz  tone  was  generated  by  a  B&K  type  1022 
beat  frequency  oscillator  and  introduced  into  the  test  chamber 
by  a  speaker.  The  receiver  of  the  hearing  aid  was  coupled 
to  a  B&K  pressure  condenser  microphone  by  a  USASI  standard 
2  cubic  centimeter  coupler.  The  output  of  the  coupler  was 
read  in  dB  on  a  B&K  type  2107  audio  frequency  spectrometer. 
The  voltage  of  the  oscillator  was  set  so  that  the  free  field 
level  of  a  1  KHz  tone  in  the  test  chamber  was  70  dB  SPL.  A 
second  B&K  condenser  microphone,  adjacent  to  the  hearing  aid  < 
microphone  acted  as  the  monitor  of  a  compression  circuit  made 
up  of  a  B&K  type  2603  microphone  amplifier  and  the  oscillator. 
The  function  of  this  cybernetic  system  was  to  keep  the  free 
field  sound  level  constant  at  70  dB  SPL  at  the  face  of  the 
hearing  aid  microphone.  The  gain  control  of  the  test  aid 
was  set  to  a  level  6  dB  below  its  saturation  output  level, 
re i  the  70  dB,  1  KHz  reference  tone.  The  oscillator  was 
automatically  swept  through  the  frequency  range  10  Hz-10  KHz 
and  the  relative  gain  of  the  aid  for  each  frequency  recorded 
in  dB  versus  Hz  on  a  B&K  type  3205  graphic  level  recorder. 
This  plot  was  called  the  frequency  response  curve  for  each 
test  aid  (Figure  2  and  Appendix  A). 

Figure  3  shov/s  the  response  of  the  B&K  ^212  test  chamber 
with  a  70  dB  input,  and  is  included  to  provide  a  baseline 
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response  of  the  system  through  which  the  hearing  aid  response 

curves  were  obtained. 

Saturation  Output  (Maximum  Power  Output) 

"At  any  frequency  a  hearing  aid  has  a  limit  to  the 
maximum  sound  pressure  level  that  it  can  produce  in  the 
test  coupler,  regardless  of  the  input  sound  pressure  at  that 
frequency.  This  maximum  sound  pressure  level  is  called  the 
saturation  output"  (Berger,  19?0,  p. 85). 

The  procedure  for  measurement  includes  placing  the  test 
aid  in  the  chamber  and  attaching  it  to  a  2  cc  coupler  as  in 
the  measurement  of  frequency  response.  The  voltage  output 
of  the  oscillator  was  increased  until,  with  the  aid's  gain 
control  set  full  on,  the  output  of  the  hearing  aid  did  not 
increase  with  a  further  increment  in  voltage.   This  point 
was  obtained  for  each  aid  and  coupler  at  500  Hz,  1  KHz  and 
2  KHz.   The  average  of  these  three  frequencies  was  termed 
the  saturation  output  of  each  aid. 
Gain 

Hearing  aid  amplification  systems  are  not  linear  and 
thus  do  not  amplify  different  frequencies  to  the  same  extent. 
The  gain  of  a  hearing  aid  is  defined,  under  certain  conditions, 
as  how  much  the  hearing  aid  increases  the  output  sound  pressure 
over  the  input  sound  pressure  when  the  gain  control  is  set 
at  maximum. 

The  procedure  for  measuring  gain  employed  two  different 
input  levels.  The  hearing  aid  under  test  was  placed  in  the 
B&K  equipment  as  described  under  frequency  response.   The  gain 
of  the  hearing  aid  was  set  at  maximum.   The  input  level  for 
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a  500  Hz,  1  KHz  and  2  KHz  was  introduced  and  monitored  at 
the  face  of  the  hearing  aid  microphone  at  50  dB  SPL  and  then 
70  dB  SPL.  The  difference  between  the  input  level  and  the 
output  level  for  each  of  the  three  frequencies  was  termed 
the  gain  of  the  test  aid.   The  average  gain  of  each  aid  at 
each  level  was  the  average  of  the  gain  at  the  three  frequencies 
Index  of  Response  Irregularity  (IRI) 

The  IRI  was  measured  as  described  by  Jerger  and  Thelin 
(1968)  from  the  frequency  response  curve  of  each  test  instru- 
ment.  It  is  a  quantification  of  the  jaggedness  or  overall 
departure  from  smooth  uniform  slope  in  an  aid's  frequency 
response. 

The  procedure  involved  drawing  a  reference  line  parallel 
to  the  frequency  axis  at  the  lowest  reversal  of  the  response 
curve  of  more  than  2.5  dB.   Parallel  lines  were  then  drawn 
at  3.0  dB  intervals  above  this  reference.  The  number  of 
crossings  of  these  parallel  lines  with  the  response  curve, 
above  the  reference,  was  counted  and  termed  the  index  of 
response  irregularity  for  that  aid. 
Bandwidth 

Bandwidth  is  the  range  of  frequencies  over  which  a  hearing 
aid  amplification  system  provides  effective  amplification.   It 
is  specified  by  a  low  and  high  frequency  limit  of  amplification 
by  several  methods  (Halpike,  193^;  Lybarger,  1961  a,b,c; 
Burnett  and  Priestley,  196*M  USASI,  I960;  Berger,  1970). 

Hearing;  Aid  Industry  Conference  (K.A.I.C.)  Procedure . 
H.A.I.C.  bandwidth  was  obtained  from  the  graph  of  the  frequency 
response  curve  (Berger,  1970?  Lybarger,  196I  a,b,c).   The 
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ordinate  values,  in  dB,  for  500  Hz,  1  KHz  and  2  KHz  were 
averaged  and  plotted  on  the  1  KHz  ordinate,  15  d3  below 
the  first.  A  straight  line  was  then  drawn  through  this 
point  parallel  to  the  frequency  axis.  The  low  and  high 
frequency  limits  of  amplification  for  that  aid  were  the 
frequencies  where  this  line  first  intersected  the  frequency 
response  curve,  moving  in  the  direction  of  decreasing  and 
increasing  frequency,  respectively,  from  1  KHz. 

Houston  Speech  and  Hearing  Center  (H.S.H.C.)  Procedure. 
H.S.H.C.  bandwidth  was  obtained  from  the  frequency  response 
of  each  hearing  aid  (Jerger  and  Thelin,  1968).  A  line  was 
drawn  "parallel  to  the  frequency  axis  at  10  dB  below  the 
highest  point  on  the  response  curve"  (p.l?0).  The  low  and 
high  frequency  limit  cf  amplification  of  the  test  aid  was 
defined  as  the  frequency  where  the  parallel  line  first 
intersected  the  response  curve,  moving  in  the  direction  of 
decreasing  and  increasing  frequency,  respectively,  from  1  KHz. 
Bandwidth  calculations  for  both  the  K.A.I.C.  and  H.S.H.C. 
procedures  were  expressed  below  1  KHz,  above  1  KHz  and  total. 
Harmonic  Distortion 

If  a  pure  tone  of  frequency  fQ  is  passed  through  a  linear 
electroacoustic  system,  the  output  will  contain  only  the  f0, 
with  perhaps,  phase  and  amplitude  differences  (Davis  and 
Silverman,  1970).   If  the  electroacoustic  system  is  nonlinear, 
as  are  most  hearing  aids,  harmonics  of  the  input  pure  tone 
frequency,  ie.,  2fQ>  3fQ,...Nf0  will  also  be  present  in  the 
output.  Since  the  frequency  range  of  a  hearing  aid  defines 
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the  high  and  low  frequency  limits  of  amplification  and  acts 
as  an  effective  filter,  low  fundamental  frequencies  will 
generate  more  measurable  harmonics  than  high  frequencies, 
because  it  is  probable  that  more  of  the  former  are  within 
the  effective  handwidth  of  the  hearing  aid.  The  presence 
of  harmonic  components  of  the  fQ  within  the  limits  of 
amplification  of  a  hearing  aid  is  termed  harmonic  distortion. 

The  measurement  procedure  requires  the  same  instrumenta- 
tion described  for  procurement  of  the  frequency  response 
curve  (Figure  1).  The  gain  of  each  hearing  aid  was  set  to 
6  dB  below  its  saturation  output  and  the  input  signal  was 
always  70  dB  SPL.  The  filter  set  on  the  B&K  2107  audio 
frequency  spectrometer  was  set  to  approximate  one  thire  octave, 
According  to  the  International  Electrotechnical  Commission 
Procedure  (Berger,  1970)  fundamental  frequencies  of  ^-00  Hz, 
1  KHz  and  1.5  KHz  were  used  as  input  signals.   The  third 
octave  filters  were  centered  on  the  first  through  third 
harmonics  of  each  of  the  fundamentals,  ie.,  400  Hz t  800  Hz, 
1.2  KHz,  1.6  KHz;  1  KHz:  2  KHz,  3  KHz,  4  KHz;  115  KHz;  3  KHz, 
k»S   KHz,  6  KHz  and  the  energy  present  in  dB  recorded  and 
termed  the  harmonic  distortion. 
Difference  Frequency  Intermodulation  Distortion 

The  instrumentation  shown  in  the  block  diagram  (Figure  4) 
was  used  to  generate  and  measure  second  (quadratic)  and  third 
(cubic)  order  intermodulation  distortion  components.   The 
second  order  (quadratic)  component  was  obtained  using  the 
International  Telephonic  Consultation  Committee  (C.C.I.F.) 
Method  (C.C.I.F.,  1937;  Peterson,  1951).   Two  sinsoidal  test 
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FIGURE  k 


BLOCK  DIAGRAM  OF  EQUIPMENT  USED  FOR  OBTAINING 
QUADRATIC  AND  CUBIC  INTERMODULATION  COMPONENTS 
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A  -  B&K  Type  4212  Hearing  Aid  Test  Chamber 

B  -  B&K  Type  Condenser  Microphone 

C  -  2cc  or  Zwislocki  Coupler 

D  -  Hearing  Aid  Receiver 

E  -  Hearing  Aid  Body 

F  -  Speaker 

H  -  B&K  Type  2603  Microphone  Amplifier 

I  -  B&K  Type  2107  Audio  Frequency  Spectrometer 

K  -  Hewlet  Packard  Oscillators 
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signals  {f^   and  f  1  +  A  f  =  f2)  of  equal  amplitude  (70  dB  SPL) 
were  generated  by  two  oscillators  and  mixed  together.  The 
difference  in  frequency  between  the  two  oscillators  was  kept 
constant  at  400  Hz  (Af).  The  mixed  signal  was  applied  to 
the  speakers  in  the  hearing  aid  test  chamber,  where  its 
amplitude  was  monitored  at  70  dB  SPL  by  a  B&K  condenser 
microphone  and  type  2603  microphone  amplifier.  The  output 
of  the  hearing  aid,  located  in  the  test  chamber  was  applied 
to  a  MK  type  2107  audio  frequency  spectrometer  and  analyzed 
by  a  one  third  octave  band  accept  filter  tuned  to  the  difference 
frequency  Af  (400  Kz).   f^  took  the  values  of  .5i  1  and  2  KHz 
for  each  aid  investigated  and  correspondingly  f„  took  the 
values  of  .9,  1.4-  and  2.4  KHz.  The  energy,  in  dB,  observed 
in  the  400  Hz  band  was  designated  the  quadratic  difference 
frequency  intermodulation  distortion. 

The  cubic  intermodulation  measurements  were  carried  out 
as  above,  except  that  the  difference  frequency  measured  at 
the  spectrometer  was  of  the  form  2f2  -  f*.     So  that  when  f* 
took  on  the  values  .5.  1  and  2  KKz  and  f2  took  on  the  values 
.9,  11^  and  2.4  KHz,  2f2  was  then  1.8,  2.8  and  4.8  KHz  and 
the  difference  frequencies  were  1.3,  1.8  and  2.8  KHz.  The 
dB  output  of  the  filters  for  these  difference  frequencies 
was  termed  the  cubic  difference  frequency  intermodulation 
distortion. 


Behavioral  Measures 
Description  of  Measures 

The  following  is  a  brief  description  of  each  of  the 
behavioral  measures  used  in  this  study.  Appendix  B  contains 
the  actual  stimulus  materials,  Appendix  C  the  instructions 
given  to  the  subjects  prior  to  the  presentation  of  each 
measure  and  Appendix  D  i3  composed  of  sample  subject  response 
forms. 

Central  Institute  for  the  Deaf  (C.I. D.)  Auditory  Test  W-22. 
The  test  is  composed  of  several  lists,  each  made  up  of  fifty 
monosyllabic  words.  The  words  were  selected  for  familiarity 
and  phonetic  balance,  in  that  each  list  approximates  the 
phonetic  composition  of  the  English  language  (Hirsh  et  al., 
1952).  Lists  1A  and  1C  were  used  in  the  study  and  represent 
different  orderings  of  the  same  words.  Subjects  were  asked 
to  write  down  the  word  they  heard.  The  intelligibility  score 
was  denoted  as  percent  correct. 

Miami  Veterans  Administration  Discrimination  Test.  The 
items  on  this  test  were  selected  from  the  C.I.D.  W-22  word 
lists  in  order  to  improve  equivalence  among  half  lists  and 
to  improve  the  distribution  of  difficulty  of  test  items  (Campbell 
et  al.,  1973).  Two  half  lists  were  chosen  at  random  for 
inclusion  in  this  study.   The  lists  were  combined  to  form 
one  fifty  item  list.  The  fifty  item  list  items  were  ordered 
in  two  v/ays  employing  a  table  of  random  numbers,  which  resulted 
in  list  A  and  list  C.  Subjects  were  required  to  write  down 
the  word  they  heard.  Scores  were  expressed  in  terms  of  percent 
correct. 
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Modified  Rhyme  Test  (MRT).  The  MRT  is  composed  of  six 
different  lists,  each  composed  of  fifty  familiar  American- 
English  monosyllabic  words.  The  response  sheets  are  of  the 
closed  set  multiple  choice  format  with  six  foils  in  each 
block.  The  word  form  in  each  block  is  consonant-vowel- 
consonant,  consonant-vowel  or  vowel-consonant.   "In  all  cases 
only  a  single  initial  or  final  consonant  is  varied,  the 
remainder  of  the  word  is  consistent  with  its  foils"  (Kruel 
et  al.,  1968,  p.  538). 

Modified  Rhyme  Hearing  Test  number  one  was  selected  for 
use  in  this  study.  The  "a"  foil  was  chosen  as  the  stimulus 
word.  Two  order ings  from  a  table  of  random  numbers  were 
labeled  lists  A  and  C.  The  subject's  task  was  to  cross  out 
the  word  in  each  block  that  they  thought  they  heard.  The 
percent  correct  constituted  the  intelligibility  score. 

Synthetic  Sentence  Test.  Three,  ten  sentence  sets 
(seven  words  each)  constructed  on  the  bases  of  conditional 
probabilities  of  word  sequences  (Speaks  and  Jerger,  1965) 
comprise  the  test.  Only  the  third  order  set  was  used  in 
this  study.  Third  order  synthetic  sentences  were  constructed 
by  drawing  a  word  at  random  from  a  thousand  word  pool  (Thorndike- 
Lorge,  19^)  •  A  subject  was  asked  to  pick  a  word  from  the 
same  pool  which  could  reasonably  follow  the  first  word  in  a 
declarative  sentence.  The  second  word  was  given  to  another 
subject  to  choose  a  third  word  using  the  same  criteria*  etc. 
In  this  way  a  second  order  synthetic  sentence  v/as  constructed. 
Third  order  sentences  were  based  upon  conditional  probabilities 
of  word  triplets.   Word  pairs  were  picked  at  random  from  the 
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second  order  sentences  and  a  subject  required  to  supply 
a  reasonable  third  word.  The  last  two  words  of  the  created 
triplet  were  given  to  another  subject  to  supply  a  third 
word,  etc.,  until  a  seven  word  sentence  was  fabricated. 

The  ten,  third  order  sentences  were  ordered  in  two 
ways  using  a  table  of  random  numbers  and  were  designated 
lists  A  and  C.  Subjects  were  required  to  write  down  the 
sentence  they  thought  they  heard.  A  percentage  score  was 
calculated  from  the  number  of  correct  words  divided  by  the 
number  of  possible  words. 

Central  Institute  for  the  Deaf  (C.I. D.)  Everyday 
Sentences t  Judged  Intelligibility.  Ten  lists  of  ten  sentences 
each  were  constructed  to  represent  everyday  American  speech 
using  specifications  laid  down  by  a  Working  Group  (Grant 
Fairbanks,  Chairman)  of  the  Armed  Forces  National  Research 
Council  Committee  on  Hearing  and  Bio-Acoustics  (Davis  and 
Silverman,  1970).  Each  list  was  formed  with  fifty  scorable 
key  words. 

The  procedure  employed  in  this  study  was  suggested  in 
a  paper  by  Speaks  et  al.  (1972).  Each  subject  was  asked  to 
judge  the  intelligibility  of  each  of  ten  sentences  (0-100  percent) 
and  write  the  judged  percentage  on  a  response  sheet.  The 
average  of  the  judged  percentages  constituted  the  intelligibility 
score. 

Two  orderings  of  list  D  were  constructed  using  a  table 
of  random  numbers  and  labeled  lists  A  and  C. 
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Central  Institute  for  the  Deaf  (C.I.D.)  Everyday 
Sentences t   Write  Down  Response.  Two  orderings  of  list  H 
were  prepared  using  a  table  of  random  numbers  and  labeled 
lists  A  and  C. 

Subjects  were  required  to  write  down  the  sentences  they 
thought  they  heard.  A  percentage  score  was  calculated  from 
the  number  of  correct  key  words. 

Intermodulation  Distortion  Test.  Jerger  (1967)  reported 
the  development  of  a  test  based  upon  a  subject's  ability  to 
detect  intermodulation  distortion  products. 

Two  pure  tones  (1  KHz  and  1.6  KHz)  were  generated  by 
oscillators,  monitored  as  to  frequency  using  a  frequency 
counter  and  set  to  produce  the  same  voltage  output  on  a 
vacuum  tube  voltmeter.  The  pure  tones  were  combined  (inter- 
modulated)  and  tape  recorded  at  VU=0.  The  tapes  were  played 
through  each  hearing  aid  using  the  equipment  shown  in  Figure  5 
and  designated  the  test  tone.  When  these  two  sinusoids  are 
combined  and  transduced  by  a  hearing  aid,  distortion  products 
are  created  at  400  Hz  (2^  -  f2),  600  Hz  (f£  -  f  )f  2200  Hz 
(2f2  -  fx)  and  2600  Hz  (t±   +  f£)  (Jerger,  1967).  These 
products  will  be  present  at  greater  or  lesser  levels  depending 
on  the  hearing  aid. 

An  identical  intermodulated  tone  which  was  recorded  on 
tape  but  not  played  through  the  hearing  aids  served  as  a 
reference  tone.  The  reference  tone  and  test  tone  were  input 
to  the  instrumentation  shown  in  Figure  6.  The  output  from 
this  equipment  was  recorded  on  tape  and  consisted  of  either 
the  reference  or  test  tone  of  300  millisecond  duration,  followed 
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FIGURE  5 


INSTRUMENTATION  USED  TO  RECORD  SPEECH 
DISCRIMINATION  TEST  THROUGH  THE 
HEARING  AIDS  UNDER  INVESTIGATION 


UJ 


B&K  Type  ^21 2  Hearing  Aid  Test  Chamber 

B&K  Type  Condenser  Microphone 

2cc  Coupler 

Hearing  Aid  Receiver 

Hearing  Aid  Body 

B&K  Type  2603  Microphone  Amplifier 

B&K  Type  2107  Audio  Frequency  Spectrometer 

SONY  TC  106A 
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FIGURE  6 

THE  INSTRUMENTATION  USED  TO  PRODUCE  A 
300  MSEC  REFERENCE  TONE,  200  MSEC  PAUSE  AND 
300  MSEC  COMPARISON  TONE  FOR  THE  INTERMODULATION 
DISTORTION  TEST 


A  -  Electronic  Switch 

B  -  One  Shot 

C  -  SONY  TC  106A  Tape  Recorder 

D  -  Audio  Mixer 

E  -  Matching  Transformer 

F  -  External  Trigger 

G  -  Oscilloscope 
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by  a  silent  interval  of  200  milliseconds  and  then  either  the 
test  tone  or  reference  tone  of  300  millisecond  duration.  The 
order  of  tone  presentation  was  arranged  according  to  a  table 
of  random  numbers.  Each  comparison  consisted  of  a  reference 
and  test  tone.  One  comparison  was  made  for  each  of  the  ten 
hearing  aids  under  three  3ignal-to-noise  ratios. 

The  subjects1  task  for  each  comparison  was  to  judge 
whether  they  heard  the  distorted  or  undistorted  sound  first. 
A  percentage  correct  score  was  calculated  for  each  signal- 
to-noise  ratio. 

Quality  .judgments.  A  thirty  second  long  passage  of 
continuous  discourse  w?.s  played  through  each  experimental 
hearing  aid  (Figure  5).  Faired  comparisons  were  constructed 
in  which  each  hearing  aid  was  the  reference  against  which 
all  the  other  hearing  aids  were  compared  (Table  1).  For 
example,  for  group  one,  aid  number  one  was  the  reference  in 
each  binary  paired  comparison.  Each  aid  was  compared  once 
with  each  reference  aid. 

Subjects  were  asked  to  judge  in  each  paired  comparison 
whether  they  thought  the  first  or  second  paragraph  was  more 
understandable.  The  total  number  of  times  an  aid  was  judged 
more  understandable,  divided  by  the  total  number  of  times 
it  appeared  in  a  comparison  resulted  in  a  percentage  score 
for  each  hearing  aid. 
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FIGUR2  7 


BLOCK  DIAGRAM  OP  INSTRUMENTATION  EMPLOYED  TO 

ELECTRONICALLY  MIX  SPEECH  SPECTRUM  NOISE  WITH  THE 

BEHAVIORAL  MEASURES  AT  VARIOUS  SIGNAL-TO-NOISE  RATIOS 


B 

A 

A 

. 

A  -  SONY  TC  106A  or  Wollensak  1520AV 

Tape  Recorder 
B  -  Grason-Stadler  Model  162  Speech 

Audiometer 
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TA3LE  1 


THE  REFERENCE  AND  COMPARISON  HEARING  AIDS 
FOR  THE  PAIRED  COMPARISON  QUALITY  JUDGMENTS 


Group 

1.11 
2,12 
3.13 
4,14 

5.15 
6,16 

7,17 

8,18 

9,19 

10,20 


Reference 
Aid 

Comparison 
Aids 

1 

2,3,4,5,6,7.8,9.10 

2 

1,3.4,5.6,7.8,9,10 

3 

1,2.4,5.6,7,8,9.10 

4 

1,2,3.5.6,7,8,9,10 

5 

1,2,3,4,6,7,8,9.10 

6 

1,2,3.4,5.7,8,9,10 

7 

1.2,3,4,5.6,8,9,10 

8 

1.2,3,4,5,6,7,9,10 

9 

1.2,3.4,5,6.7,8,10 

10 

1,2,3.4,5,6,7.8,9 

32 


Preparation  of  Test  Recordings 

The  behavioral  measures  were  recorded  on  magnetic  tape 
and  played  through  each  of  the  ten  hearing  aids  using  the 
instrumentation  shown  in  Figure  5.   The  tape  recorded 
measures  were  played  by  a  SONY  TC  106a  tape  recorder  through 
the  speaker  of  a  B&K  type  1+212  hearing  aid  test  chamber.  The 
overall  level  of  each  measure  was  monitored  at  70  dB  RMS  at 
the  face  of  the  hearing  aid  microphone  in  the  chamber.   The 
output  of  the  test  hearing  aid  was  applied  to  a  condenser 
microphone  fitted  with  a  standard  US AS I  2  cubic  centimeter 
coupler  and  fed  into  a  B&K  type  2107  audio  frequency  spectro- 
meter.  The  spectrometer  output  was  recorded  by  a  second 
SONY  TC  106A  at  VU=0. 

All  of  the  speech  materials  were  recorded  by  the  same 
native  English  male  speaker  with  no  detectable  regionalisms. 

The  recordings  of  the  behavioral  measures  which  were 
played. through  each  hearing  aid  were  input  to  a  Grason-Stadler 
Model  162  speech  audiometer  and  electronically  mixed  with 
speech  spectrum  noise  at  various  signal-to-noise  ratios 
(Figure  7;  Table  2).  The  output  of  the  audiometer  was  recorded 
at  VU=0  and  constituted  the  test  tapes.  A  1  KHz  calibration 
tone  recorded  at  the  same  level  as  the  behavioral  measures 
preceded  each  test  battery  tape. 

Subjects 

Twenty  students  and  faculty  at  the  University  of  Florida 
served  as  subjects  for  this  study.   Each  was  screened  for 
normal  hearing  (in  at  least  the  right  ear)  re »  ANSI  (1969). 


TABLE  2 


THE  SIGNAL-TO-NOISE  RATIOS  AT  WHICH  EACH 

BEHAVIORAL  MEASURE  WAS  MIXED  WITH 

SPEECH  SPECTRUM  NOISE 


S/N  Ratio 

CID  W-22  Word  List  +8 

VAH  Miami  Discrimination  Word  List  +8 

Modified  Rhyme  Test  +2 

Synthetic  Sentence  Discrimination  Test  +2 

CID  Everyday  Sentences  -  Judged  Intelligibility  +2 

CID  Everyday  Sentences  -  Write  Down  Response  +2 
Intermodulation  Distortion  Test  0,-^,-8 

Quality  Judgments  +6 
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The  age  composition  of  the  subjects  fell  within  the  range 
20-35  years. 

Experimental  Design 

Each  subject  listened  to  the  hearing  aid  and  behavioral 
measure  list  shown  in  Table  3.  All  subjects  listened  to  the 
same  Intermodulation  Distortion  Test.  A  reference  aid  was 
assigned  to  each  subject  for  the  quality  judgments  as  listed 
in  Table  1. 

All  subjects  listened  to  the  behavioral  measure  battery 
twice.  The  second  presentation  took  place  at  least,  five 
days  following  the  first  and  provided  test-retest  information. 
The  order  of  aid  and  list  combinations  were  reversed  from 
those  shown  in  Table  3  for  the  retest  presentation. 
Behavioral  Measure  Administration 

Subjects  were  seated  at  desks  in  a  room  with  low  ambient 
noise  or  in  a  small  sound-treated  test  booth.   If  seated 
outside  the  booth  a  noise  attenuating  muff  was  worn  on  the 
nontest  ear.  Each  subject  was  provided  with  a  TDK-39  ear- 
phone in  a  MX/*H  cushion  to  the  right  ear,  pencil  and  set 
of  response  sheets  (Appendix  D). 

The  test  tapes  were  played  through  a  Wollensak  Model 
1520AV  tape  recorder.  The  volume  of  the  recorder  was  adjusted 
so  that  the  1  KHz  calibration  tone  which  preceded  each  test 
battery  registered  80  dB  SPL,  through  the  earphone  in  a 
standard  6  cubic  centimeter  coupler,  on  a  B&K  sound  level  meter. 

Prior  to  each  test,  the  appropriate  instructions  were 
read  to  the  subject  (Appendix  C).   The  order  of  test  presentation 
was  the  same  as  the  ordering  of  the  instructions. 
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TABLE  3 


THE  HEARING  AIDS  THROUGH  WHICH  THE  BEHAVIORAL  MEASURES 
WERE  RECORDED  FOR  EACH  GROUP  AND  THE  ORDERINGS  OF  THE 
BEHAVIORAL  MEASURE  TEST  ITEMS  (A  OR  C)  FOR  EACH  GROUP 

Group  Aid  and  Behavioral 

Measure  Designation 

1  1A.2C 

2  2C.3A 

3  3A.4C 
*  4-C.5A 

5  5A.6C 

6  6C ,  7A 

7  7A,  8C 

8  8C.9A 

9  9A.10C 

10  10C,1A 

11  1A.6C 

12  2C.7A 

13  3A.8C 
1^  he , 9A 

15  5A.10C 

16  8C,1A 

17  9A,2C 

18  10C.3A 

19  7C,5A 

20  6C,*fA 
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Derivation  of  the  3ehavioral  Scores 
Assigned  to  Each  Hearing  Aid 

Each  hearing  aid  was  heard  by  four  subjects  (Table  3). 
The  average  score  on  each  of  the  tests  comprising  the  behavioral 
battery  was  computed  for  the  four  subjects  that  listened  to 
each  hearing  aid.   In  this  way  a  mean  behavioral  score  on 
each  test  was  associated  with  every  one  of  the  hearing  aids. 
In  the  case  of  the  quality  judgments,  the  total  number 
of  times  each  aid  was  judged  more  understandable  was  converted 
to  a  percentage  of  the  total  number  of  times  the  aid  appeared 
in  a  comparison.  This  percentage  was  assigned  as  the  quality 
judgment  score  for  every  aid. 

The  Intermodulation  Distortion  Test  was  scored  as  the 
percentage  of  times  a  subject  made  a  correct  choice  through 
each  hearing  aid.  The  number  of  correct  choices  was  divided 
by  the  total  number  of  times  the  aid  appeared  in  a  comparison. 


CHAPTER  3 
RESULTS  AND  DISCUSSION 


Results 

The  purpose  of  this  investigation  was  to  examine  the 

validity  of  reasons  surmised  for  disagreement  in  research 

results  relating  electroacoustic  characteristics  of  hearing 

aids  and  behavioral  measures.  The  specific  question, 

statistical  approaches  and  results  were: 

What  is  the  Relationship  Between  the  Electroacoustic 
Characteristics  and  the  Behavioral  Measures? 

Table  U,   shows  the  Pearson  product-moment  coefficient 

matrix  for  all  electroacoustic  characteristics  and  behavioral 

measures.   In  Table  5  the  four  characteristics  having  the 

highest  correlation  coefficients  with  each  behavioral  measure 

have  been  arbitrarily  chosen.  These  highlight  the  fact  that 

the  highest  correlations  with  each  measure  occur  with  different 

characteristics  and  with  different  relative  strength. 

Measures  of  harmonic  distortion,  maximum  power  output,  gain, 

bandwidth  and  regularity  of  the  frequency  response  achieved 

the  highest  correlations  with  the  behavioral  measures.   These 

correlations  were,  in  the  majority  of  cases,  negative. 

WhjLtJ^^h^Relat  ions  hip  Between  Electroae  ous  t  ic 
Characteristics?  ~  ' ~ — 

As  shown  in  Table  4  some  characteristics  are  naturally 
correlated  because  they  are  a  measure  of  the  same  independent 
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TABLE  4 


THE  PEARSON  CORRELATION  MATRIX  BETWEEN  THE 

ELSCTROACOUSTIO  CHARACTERISTICS  AND 

BEHAVIORAL  MEASURES,  AND  THE  LEGEND  TO 

ABBREVIATIONS  USED  IN  THE  MATRIX 


39 


I   I   i   I   I      ill 


ir-     MT<»iCar  ci  i 


■  c  c<  c  c-  c  c  o  o  c 


NCO-COCCIT'P^O^'J  s  c  —  c  a-  c  r-  I 
—  t-  N  «i>  —  <<O0jCfy—  f»  C  Nlf,«OT,-i 

ir.  n  —  o  o  *■  c  o  w  n  r*-  f\.  —  *i  ^  —  it  f.  cy  c  ^  ' 
<•  i^  —  r-  ru  or  acir  «  <r  « > n,  «;  ^  n  n  o  c  j c ■  < 
a  <oh  k  ceo  oc  c-c-C'O  a^  n  a*  o  c*  cr.-h  i 


j  r-  n  c  tf;aoif  >o>  NiNf*<c  tr  *  c 
(\;  *.■  c  o  -c-Cf^c  n  nC'-u  ry  M  —  rv 
j  e  c  c  r;  f.  o  & .  if  «l-  <a  c  —  0  <*  U"; 


■Ciccf  :>cccc- 


r(Mr,-lf.-.Oflr,-.N«i  C\jiT.^(L-U!C  d  "*-fjW0  OCMC  t'ir.C1^  c  -o«c-<  II  WOO  rf.>  ooff  <t'^P^ 

■J" ■  «  c  a  <r  ir  a  —  n  <£•  c  <  —  r*  o.  o  a  —  <f.  if.  c  o  o  o 


N-<»r,irirc;CMk 
O'CNN  wocf^o 


1  *T  C  <J  —  r-  ( 


-ONNNO  CV 


o     ocooco- 


jOOOOOOOOOl 


JC^J^  (xor  cf*-(?<- 


Q 
W 

H 

O 
O 


i  tr  c  re  rK! 


r  c  c  ^  r  c.  ( 


JCOC't.'-COtCOCCC'OC&COCCC 


(vrv  st,  c  c:  «:  n  c  n  c  r*  ■ 
l  a:  a  «  o  ff  <\j  rj  *f  c  c  —  >£  c  n  <£  .*  c  >c  f^  > 


30000COOOOOOOOOOGCOC-0000000 


.  l'-  o  f-  *  — •  r  M.-1C  c-  —  c  f '  b  Mf  •-  o  « 

-  -  »  '  c\  '   ^  r.  •.'  *  a:  t>  <-:  r-  -.-  ~.  r  K  cr  -J  p  •<  tr 


CCCO— OOC^CCOOOCOC  OC '-1C  cc  < 


EH 


f. 0  oclhN- irirtfcv;<atf>c—  ir-  n a—  r, r-,  c  <?r 

l<- c  —  o  c  n  n  c  ff  *■  r  -tf.ifeP  <*<*<???-*•  tr  <-  •.'  t 
i*w.  if  c  <  c  r*  Is-  —  *  o  <j  rj  «3  c  r-  •*■-  a.  ry  <»  r-  ir  it  J",  a  i 


■  <^^  *,«-  r- 


5        CCC-OC 


o*  <r.  c  x  u 


.■»fif— ir<j(rr,  —  < 


<\:o  —  c  <r  —  if  o  r-  «c  ir  if.  no*?  or  f  oar  c  <  nc  <•  ~ir o 

^c(t■^4JN^■^cc■|f  p-B.cirfl« 

.  ou.cn--J-r-C  ' 


C       t,  C-  C  f. 


■  y-c  v  u  .r  f  ■  h  r 


nj  c  r-  c  r-  —  i-;  o  —  ^  —  —  >r  o  c  —  o  r,  <v  if 
..  c-  r  o  c  !f  r*  u  o-  r-  c  c:  c  r-  n  \r  tr  u  <t  ir  —  *i  o  »r  —  ^  n  »t  u  >  c  o  —  c 
;  if. « ■  *  f  ■  r-  axo  r.-i  -  u  ^:J:^  —-.!*.■  u  r:nne.fnifC4Mtfl-  f> 
:  c  cJc.  ^  r-  L  h  c  u-r.  c.r  rc  c.  —  *  r  a  c- x-  f  u'  r  -  ^  *  r  >l  a  —  u  (\, 
.  (..  u.-  <:  -i  «  %  <  4  ir.  f.  ^  l'  v  rr  wc^CA^flit*  ii.(f  r.rocr-.if  w  «c- 


j-cooooooccoocoooococcocoooocooc-ccococcoccfcocoocicoo 


III!     I  1  I  1  I  I  I  )  I  I 


Oft.  —  »*■  ftiC ■**■  h  « 


IT       C>-«<i 


-er  c  tf-a 
•u  h  —  —  c 


-,h  o  r  c  o  N  c  r*  u"  v  «  —  t  c  <*  o 


.ITTff  a,  ^  (T  —  t  c  i"  •*■  <JflM 


J.     — coooooooococoooooooct 


ifcccct 


kQ 


Q 

M 
Eh 

O 
O 

I 

9 

pq 

EH 


ocncioO{rft;Ti«dNuON«N4ot'cu,fyu-an-  non  "n  *<  crnNroocxj  —  o  n  u"  <J  *)  eg  r\j  a.  n 
C0ft.c  ah  l*i^NOo*^itr,u  aaciJ-cr,  rNWftja.  c*,ou  t*!t  o  *  (T  c  a. ■  <*.  C  c. —  ft.o  a.,  tf  o(Vc  o 
oo  •*'  <tn  «t  o  a  —  r-.  <c n  v  c-  u"  <»  fia  —  a  ft:  v  u  rjic^«g«i  -i«ir^nD  -t'r^p  vrr-irc  an-t-^ 

X   oOOOOOOQOOOOOOOOUOo— OC'OOOOooOCJt>00t)C'uC)OCOOOoOOOOOOOoO 

I  I  I  I  I  I      I  I  I      I     I  I  I  I 

—  n.'Xrvivc'^chriircc'rur'-ciC'd—  c  wr  a  —  .c  it  —  cwr.  .g  a.-  —  onc^ni-  u-«j  —  o  ru  o  a:  m  o  c  m 

moooi-oc<^<.km-  ^r.ff.  <r  i"«  »■  ft,  o  *■  —  "> «  N  o  ft.  r-NNOi'icotoftja.oft.TtfCa-ftic  — 

_o  u  <  f  c  o  <mn  f  o  ft,  cm  a:  u  rf  -o  -  o  -ire  n  -uw  t-oifct-ne'e'  x  i  rvitt-'vuM-.jp-cnciC 

cm     sr?N?  ^t■»ti^sc^^^^tCMPOcO(!OCB■o«■»l'■^^c^^(«f'^|^'l■r-'''nl'•eN-on-<^ 

X       tVl!o«OCCCooC(!000('-rOcCCtiCot'Cct>"t'CCCOOOoCOO''l-POOCOCO 

I  I  I  I  I  I      I  I  I  I  I      I  I  I  I 

_N_«mtv^K^«c-<>t\.r~Q'-ic-i.-trr«<>,cir-o«nw,-j-<,(v«riKKMi.<tac\i<ro'v-'f<.'vir-«- 

^lPl^cl^^c^-o^oo^^<l^o.^^^1^^^^«^R^■lJ•^r.-4«r^'.«'l';^■n«{;|.■-c«, 

X     ococoooooooooocoo-oooooooooooooooooooooooocooooooco^ 

<     —  rv,  in  *•  «  m  c  f-  r  ftj  «j  it.  co»-ccN-  a-M»nfr«fir<r«M'OMi»  «  t.  ort'r  <if  o«.  ipn  <r  — 
2     tt.f-luNCxNCLir.iMr.ao  c  o  oto  r-c  r-N  Nr-r-c  s^u  rcrc  ~c  =  ---^^"j<;  =  r:^u;*,.-«  ~-~ 

I       OOCOCOOOOOOOOO&0-OCCOOOOOOOOOOCCC.OOOCOOOCOCOOOOOOOOO 

<rco-o»Ajrraa-or'<ccou-0'rir'NNO<''0-ono'r<r-NCr-rr>;ff'«r)-rir-coN-fviof>injo- 
f°5Jscci-sro4MHciC!Oi'«M«nscc<i-te  Lr_^if.  occNo^c-Ncror-CNoa-u-o 

I       OOOCOOOCOOOOOCC)-OOOOCicOOOOCCCCJCOCoOOtOCC'tLCCOOlJUCi;Cl 

-«n«-i.f.«f.*if-«.B'ui(>u-p(ik-<r  — NcrMf<!."'iKt«'«f«i<>.cr««N«"r<; 
ilcN'fc-Nr.rc.neooi;  u  4-;"^c>  c:  J  r-  ft:  r .-  r-.N  t'  -  o  ^ <J  «  i^rr  ;  ^?i--5  ■?  a  0 

-      NN  i,N  IX ■■«•.  U  NN>C"Ct-  NO  C  C>  u  4  N  N  I-   r-  <  *■  *  N  <  N  N  «  I-  N  C  «  N  CVjtv.n.i-n'COU-K  t  ■  «  «•  MT. «  N  N 

X     ooooooo&ccioc'c-ccooocc'ooocccococ.ooccooccooo 

o-     nn  ^ncn  «aoNN  ceo  oc  oo  NNNN«NNNNNa.h  j.^air  ir  a.---i^^c  a  rir««n.<n--- 
I     ooeoc'&occcooc'-ocooc'tcc'ooooeooooocccc.onoooc  c  o c. o c oo o o o 


t  >c  a  o  <t  fti  ft:  t 

^  O  C  P  —  U'  <t  ? 
«  *-.  ft;  ,r  ^  »f  C  < 
-   «J  <f  <  —  IT.  >X- 1 


:CT.  (VN  N<f.  4  N  <£lf\J 
OMTf  lff-r  *-.N 

ic  «*ternjt^  —  pjn. 


;CcCOOOOCOO— CCCCOOoCCOC'OCCoCOC-C-oC* 


o  if-  if  cy  *  *  ft:  ©  fti  c\  cu  o  —  o  —  *N«iif.<*<jeir<  — 
«.L>  —  N^O<T  —  *'  —  *•  ou  «  r'<.  ^  N  r;Hi^  «»ir.*r 
oo(.-*^4cnN44cu:u  *.«jc—  f-N6.oon 


-  u%eco  *f<  it  «r.  -<i'crc  fliMn^oo-Ntti"  y  h  on 
>««aarjNt\;pjrNcreo<nr-,Ntr-<-ncc;Nhnu' 

y .. N  N  «  Wlf"*  «J  «»  T^  N  *l  <J  f  "  ' 


«f     a.tfir'0'..oci.cvccir-r  3  v  0  a.  x  l-  c  o  2  a  u.  c  o  a  1.  y  a  n  t  ^ 
O      OCCCC'OOOCCC  —  ooccooc  *_■  c  c .  c-a  OOOC  OCCC-c-OC  < 


ft. -v u  C'^NOon-n 

JOO^-'OOOOCOOOOO 

III      I  I  I  I  I      I  I  I  I 


-  —  it -rf  ft. f  r-  i^« 


Jif  N  at 

-CO  C  b'C  c>ft<< 
—  c  «  ^0  —  y  • 


:ro^  Oft  c  <  ir.  t 
—  0*  -  r-  f  if  «  a.  * 

N  <  4  —  C  I.'  «*.  tf  < 


-0  cjiroc  —  'Cftiir 
^o  cvjO'  r-  <t  ftj^f  — c 
^ocury  —  aipftjcff-' 


lOOQOCOOO-^OGOOCOCOO^-'COC 


cere  ir  —  nj  <  v 


:Jir»JI5>' 


• »  -  Il-MI 


t-  y  t- 
->  *  c  c  i- 
to  I/.  -1 J  IS 


^KT 


>r.  o.  ir.  h-  —  n  v.  o  o  n,  rr  t 


M 
EH 

o 
o 


EH 


C;  c  a.  ;y  *5  <j  o  a  (\, 
c     ")<\««  i.erij  t- _ 

c     cocooooooooeooooo 


J  — ajn  — , 


:■  «">  o  e>  o  o  o  c-  c.  c.  o  o  o  oo 
I  I    I   I   I   I   I   I   I   | 

n  <t  <  n  r 

.  -  o  :*j  —  —  — 
a.  tf  ■  <m  c  «4'  CM 


I  I  '  •  I  i     I  I  I  I  I        III 


c ■   r  '  ■  c  r  r  t 

I       OOOCOOOOOOOOOOOOOOO OOOOOO. 


<M<=>c<rco<\:ow<Cttrt>,r,^.0r^c.r-NN_lvri,n 


'  c  o  c- 1 


jcccoc  ocooc 


-  <t  o  —  tc  *" 

c  -«c  ■r—  ^ 
fo  c  —  rj  —  p 

oooocoooo 

I  I     I     I  I  I  I 


tfl      r*  s  «t  r. <r  c  «c  w .  fi  c  <j  c\j  <t  r.  tr  r  j  ro  o  «f  , ^  -       ;  ^  c  -  T      °  ^  ^      tf  "  : "*■  '   K  ^  ■*-  rj  -r  c  —  <f  —  c  c  rv  cv  o  a 

«     i<.•liv^^^^^o^J^^^7t°[■c:J.JJgJ5-^,rJ'JJ^'--^|;^^^lJ«■^^™5^? 

I  I  I  I  I  I     III     I  I  I  I  I  I 


ocr<cr  *Hv  -v  <:  r  tr^r  ir  ecu-  r,*}.  ,~.^      Z--^7?  ^  £2''        I"*  'r,rh  *  r>«'~  <'  ^^Hip-Cir 

r>  v-n.-rv'fiici'Cf.Mii  rr -kv  u  ,r <,  T'L^  o-      ;,,,!'  .71  ^;  "T- c  "'"  °-  c  "  r  ""'"'■'  ~r'<  v"<»0 

IT     feiTsn.-^r;— ^Cf.^  r  ff  H-  _!'   ^?.r^,      1.  r  r  *  "     l"  ^"  r  !'  -i"  .■  r-,r  ruo  n 

->     if  «  o*  tr  p-  u.  o  a  c  u-  ir  c  n  ^  ^  *  r  er  a  ^  f-  r;  ^ ;'.  X  Z  f.  £  T."    :       ~ '-'      ^  ^  t:  •"  ^  c  ""  *-"  ^i;  **^irf  p;  n  n  ^ 

^       ""-'"-'OOO-OOCOC'JcOOOf.CJCOor-.  OOCcCC^C-OOOCjO 

I  •  1  I  I  I      I  I  I  I  I        III 

o  it.— r-r-ni-ooir-uripjo  H,±-c.-.?:Z,:~r'£c*0<-""'c"-''—  ico»nn«««.ifnir. 
a>      Oi\«t.ti;«''-cr-,i   jl'clc  r.'.n.  ijj'  ^  ,      "  r^P  -f.  "r,"~'i  >"a  i.  if,n.c  t  »»u  ,-;.i;.c 

I  I   i   I  I   .       I  I  I   I  i      I  i  l  i 

?.  ".ir.<.^r.r.f.".'.o:o.c:'r.':\r:'-.r.''.  s.oS??.?j-^s:j,?,s?t.r;:£??fsi.sjs?.ss;is 

X      OOOOOOCCOOOOOCCtjf^Cjr^^*   *   *,*"."_*   "   "   *   *   *   *    •   *   *   •   *    "   •   "   •   •   •  «   •   •   •   •  *   •   •  • 

""ccoooo  o-oocuooooooooc.oootoc.cc.oc-eoooocoo 

'    '     I    •    I     I  I    !    I  I         I     I    I     I 


utt«i1»i,»if»«iclc.ft?r"???.r"r'?<'?>."J'J"»— ::i>-cii.i--)i    ccp 


~$2 


r  —  a:  \r- 1-  o  <t  l 


iCb"Mi  r-  <m«»  »tir< 


S     f?  f  f  ??  f  f  f  f  f  f  JYV  V?  f  f  V?  f  ?f  f  f  f  f  f  f  f  f  ff  f  o-o^-of  oc^o-^^22 


I     f,  rj  -  cj  !/■■  .- •  n  «  «-.  u-  <  J  *r  «,  <  *  i  u  li- «  f  ir   -  f.  k  •!  !.^i?t,J.!.     ^     "     l  *M-«c«on-«s 


*  C  0'  C  —  IT  «i)  < 


c\,<nf.  x  —  —  cc  o  <j  cm  o  p  c  *f  -n  a:  n  n  rr  cc  «j  c  »c  »r.  N 


J  o  c  o  o  o  c  - 


>ooooOooooooo 


w 

M 

o 

o 

I 

-3- 


:  c  o  n  r-  c  *-  *■•  f 

•  *  ftj  o  n  pj  ft;  hj  c 


I   .000000  0  0  000  000  0  0^00  00^ 


r>N  —  - 
■*     c  r  ft;  r,  tf  i 
2     a  * 
o     c  o  o  c-  o  c  o  c  c  c  < 


■Rtret 


-  f  •  c  "<*  <t  —  n  c  o  -1  —  n  r-  c  =■  , 

- «;  —  <i  X  i  f,  T  >j  3  a  rj  c  l  c  i 

5<f^  —  f*  -cif'-r-iCi'  ac  n ' 
:  a  r»  c  a>  vc  u-c  a  i  a.  r-  r*  a  t 

-  o  c  o  6  c  o  o  o  o  o  c-  o  c  C.  ( 


a  o-  h  e  <■  w  k  rir  o  o  o-  o  tv  r.  c  «  'C  a--  <  c  ^  u" c  —  o  (\.  c  o  <*  -r  M  ry  o  o  o  h  r j 
^°  it  ft;  -  t  it  ft;  m  -  c—  c-  c  r  i-i  ff  <^  c\  c  <J  <r  e-  *  ■ 
0  c  if.  tv  o  rt  c.  r  c  c  ^  <j  it  ft.  o  ft.  —  —  i;  <•  o  o  ft;  n  o  n 

^'f.tf■■■^^^^Clf^M■^t•'r  *  c  a  —  o  — 


If  N  ft.  *  ft.  N 

CJ       O  «T.  «C  C  T  C  IT  ft 


-  r  if* 


;-Trr\rccKi'o( 


V     ccoooooooooooocoocococcoooooooooc-ooooccooooocooocoe 

111     I  I  I  I  I  I  4 


u<r  — h  —  —  < 


*•  —  <  c  *f  c  *■  r 


':■  —  —  p 


■)—  a  o  —  *^ojtr««ft;flir'>rft;'»''(vh-  \f  <i  r-  r>  e*  f- 


-  I*  V  n  H  r?  r  U:  5:  r  ""  ""  ~* "  ~  "* w  -" : «  *  «  «  o- 
^     -m  -^  ^  -^  ^  -  -  -^  "."•'.".".■;■.  ".  \  ".  .   . '  /,  '„  rm ".  '*.  *.  "'.  .  ^  K  r   .  r  u    ■   * c  u r  " ••  ■  -"«'•*■*«  if.  w *  <v  n  rr 

u    ooopooooooooooocooo^cooc'ooo'cco^'c^'coocoocooooc'oooocco 

"      »  •  •      i  <  i  i  i  i  *  i  i  i 


u     oooooooooooococccocooooooooo 


•■Of    ft;  ftj  m  o  h  r- 1 
r  c  r>  c  cv  c  c  <  ' 


v--u.ru,  ^  ft,t_-uo  o^ 

h>  ff  c  r  r  op  r  o.  it  cc< 


C     ocooooo^oooocooeocooocooooooco-ccccooooooocjcc 


^  — a,^.  ^.  ir  — M<fL^  — ft,-i«fir><rK  D<ttr- 

JiJJoootfci.H'uii:iijiii:imiccc'ci'i-n'n:ii3»i>»|prif'e"I 


>3 


M 
Eh 

2; 

O 
O 

I 

pq 

EH 


ryoft.ft.1.  ^l-.u  ro^r  r  a  ^n-ra  pjrjno  «.  «  -  ■;  ^  ..  --,_:■  -i  a . -r  r  r  lX  '  ^  j  -  x  J0  t*  t-  ij-.s.  c  O  «  * 
4M«cou  -orci/.o  ft,  on -co  -o^n^-c- tr  'ft-n  r.c  u  c<;  a  u^  jirtr  *jf\ir-  n-i-  o  u  •*  ajt-a  *  v  o  o  r- <c 
o—  fj—  ^tjcc  ry  o  —  f\j  —  o^oNOifn-  —  f .  t  cr-  «c  in  o  *-  ■<  c  «f  <i  o  o  e"  rj  —  —  c  c  ivr^oo"  ir  r>  o  r«  — 
«  u  «ir-  — <j  ry  ry  •.«  <»  n  —  —  ry  ry  —  «  r,  si  ^<i  ry:\;r\,cy.:\iforyry  —  ri  ry  —  ry  r\,  <  r> ...  ry  o  o  ;n  —  :y  —  o.^oo  a^f- 
oooooooccoocjoooooooooco-ocoo'-'ooooooooouoooocojoocj  —  oo 

I  I  I  I  I  I  I  I  I  I  1  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  !  I      III      I  1  I     II 

tc^o«'tf-  if  —  o  —  irvrpjftiq.'^irfyco^  >-»■«  —  4o*n,-viiwu^fti«-(,H'nftj4-hrc>-o'"ii'(\j 
lr.«-^c(^;lI.clrc^^<l0oocr•^o^^^J|3^-o-''■•rcrloc■-^<l  x-L^n;TM-!v^ccc><c 
no  *  o«  a  c  ry  —  c  «>ii/w  o  *  r\  c  —  cu  —  c-  nrg**  «*  o  ry  t  a  c  o  a.  ry  tv  r-  c  cn^.  n  <  <  ^  c,  N  ^oo  n^ 

(vnoM^oryotvOor*  —  i/i^ir^oo  —  fy  —  or  —  —  c— Coe— <—  rv,  —  '•'rv.u-O'eOHU'-onoroO'^o 

oocoococooooocooooocooooooooooo  coooo'c  ooo.-^c  cooooo  — OoO 
i  i  r  i  i    iii   i  i  i  i  i  i  i  i  i  i  i   triii    iii   i         i  ii 

ry  —  v<j  ry  o  rj  ry  ir  m  r>  .£  m  ir  o  or-  —  P'  en  c  *ncGryN  r-  or.  r;  s  tr  ormryo  «!<»c  ifcir  c  u-n  <j  ^o-^NV 
tircsotc.-oO(iO'C^iM>^o  c!\i«r)C'ftjc  trf'CM  re  *j  r-  r-  o  it  a  —  v  c  —  <o  o  —  c  •»  c  c  cc  <  n 
Nfljc^oMi!c  c  t  a ^  uj  tr  —  <t  —  —  —  nn (\-T  <  r<o n  <  ir ,\ c^  i/>u-»f  o  t\if*' *j  ^  ^  c- c\.  *  o  f*  c  if  o no  u-  — 
-tK'Kir.o.npoo  <jft-«jro  —  c,  ~  —  c  <i  c  ^.  n  a  —  wun  r-  c  c-*«hMf,<  -a  —  tc  —  —  ifc-r-— ooircrip 
ry  c  —  o  —  —  ft.  o  —  c  —  coa^w«-  —  ooccoocooo  —  occvo  —  ai^^^-  (\i4n<r<j<fircKnnn 

OOOOOoOOOOOOOOOOOOOOOoOoOOoOOoCOOOoOOOOCOOoOOOO— OOoO 

I  I     I  I  I  I  I  I  I  I  I  I     I  I  I  I  I     I  I  I w  I 

a;c^N^cftlcr!>Do<t^l^<rwo^o<J«T|CN^^lCff"C«o^ocl^<CQ-co■^^-wo«^oo'- 
Ci^Cl^«o^flL,■.^c^G^:■^f'0,«c'"^<t**<Jil'<»^■o^o^-ll'|'■l,^-•'«:<r  c  — co—c<*«circr< 
i\i  <•<•-»  s-  ir  c  —  h  n-.cc"-Mnf-^f.«i/'^Ta<  c  —  ^  <•  ^  a  y  «f-  o.  .*>  ty  *  j\M.."r-a<((Jt><i  -.  n 
<l  r  f-  <t  c  c-  ry  <  *"  c  —  o  a'  0  <r  e  <♦  if  •  cm  c  o  if  it.  c  o  c  <?  c  <  \t :  t  f.  *  <t ■—  c  *  o  o  —  tf  n  cr  m  h  c  o  —  if.  n  «■  n 
^  n  —  nn  o  o  —  ftj  —  —  ft.—  <  ir  u  <i  —  r*  ryn  r,—  —  ftjry  (\,  r\;  —  —  —  nu'«  ceo—  <  •t-  <i  —  itiT<  noj  ioito 

OOoOOOCOCOOCOOOCCOOOCOOOoCCjOOOOOOOOCOOOOOC'CCOo  —  oooeo 

I  I  I  I  I  I      I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I 

<oc,nn»ca'iro*circi(\ji*;<*  —  r\itnruifnroirirry'>u-.  —  c  o»ca:r~er-r-Nmooo  ooo  troM^onifo 
^!^C(rr^;o^^«^^cc^r^«o(^c,lrc^n^<J-l^rnf.c^cll,r;^^^^^c^^ca,«^!C-(^^J^oo 
—  c  cc  <i  o  p  —  o  r-  "i  ry  a.  it  c  —  c:  -3  c  —  ir  c;  —  w.  rj  —  a  .*  ir  u"  t  c  c  —  C  c  c ^  c  c  '.*  a-  \r  r.  a  n  r>  o  <  t  x  <  c  u* 
^-  nT  —  —  lt  r  K  *r  n.  c  —  o  <j  c  <:  <;  o  IT  ^  «  —  c  <;  —  sf  c  -sirrr  ir  <\  <j  —  <?  c-  *.'  -  a  r . «-.  ft.  <j  ^  c  c  h  s"  o  c  -i 
•^ ■  fj  c  r-j  f  ■  c.  —  r-  o  (\  ^-  r  t,*  «  *^  c  l'  (\  o  <•  '■  l:  c  c  tr  o  -_>  — ,  c:  u  ""  rv  -^  —  ~  <r  ^  <  —  ■■*■  o  ^  «.'  r  <  c ■  '■*.  «  "n  —  ■*:  ^. 

oecccococoooooooccocooocc-.  c  c  c-  o  c-  c  c  o  o  c  o  c  o  o  c-  o  o  c  o  c  —  cooooo 
i   I   I   I   I   i   i    I   i   t   i    i   i   i   i    I    i    i    t  i   I    ;  t   i    i    i    i   i   i   r   i    i    i       ii  |       | 

•d  *  r^  o  c  *  o  a'  <vj  r-  cj  —  <«  '„*  tr  h  a  —  c  "i  c  tr  c  ru  u  c  =  c  rj  f^  c  <■  o  -a.  o  ^  c  ^-  <■  r  c  rjc^cf-rroo- 
>i  u  <^^  n  l*:  i^  f  s.cix-wtTh  —  c  fu  -*-  o'  *n  tf .  h  —  r-  «  —  c  <f  <j  -i  a  ©  c-  o  o  e  c  t*  c  t  -cc  oc-/.c  >».  o 
<i  tf  s" c r  <i  r  n  - 1:  w -*  t  u ■  c  or  c  a  (M  u  r-  i  —  <j  <j  t?  ^i^  <.  tr  rj r-  c !  <  ft. <■•  r^  j*. c  u"  if  r*  <j  o  **"' oc  ^  ^ ir  n c 
in  *f  c  c  c  ir  c  cr:  m  p**  c  *»  <r  n  rj  —  r  c  a  r  ■«  m  «  a  f  c*  l'  f*  c  «f  -j  o  —  C'  c  ry  —  r-  t  o  «?  o  <  -c  o  tf  n  f  -c  o  ir  o 
r  u'.  n  u  w«t  —  <j  c  w  r"/u.  ifu-'^u  ir  u;  r  n  o  «  f.  nn  r.  n  l" m~  <  <s  ^.  —  ir:  r-.  r,  <\  <r  c  n  r^  «.  r-  c  o  u  <j  <j  n;  o  ru 

OCCOOOCCOCiOOOCOCQCOOC'OCCOC-OOCfCCOOOooOOCOOOOO  —  oCtOOOO 

I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I      I  I 

r>  —  cc—  KfwNiTfrc  c-sjftic  c-f,  —  —  c  flC■«)u^^  \rv  —  —  ry  n  o  n  r\.- «  r  r-  c  «■-  c  c  r.otf.uNi  Nr-o  — 
oj—  <Jf.  runocyr>o<jrjaft.r»ii.—  f*-o—  cr  —  b^ir^cfl  vW  ncc^oo  if<  <  c<jiN».oc<J'£CMi.  org 
(vjf^u-c-erf-rrrc-nor-,  oMt  ^(VMa^rcir.  ir  —  ■oc^*~>f'ft.oirft.  vr  ^  r  j  —  rcr.*ro<:r^c*(r^'- 
nr-tk.— a  4  c  c.  u  <o  u  c  —  c\j  —  <  ^.<  o  c  a  ^  *  w  c-  g  <  J-  o  h  cv  —  *  r  ^"^u  c  r-,  a  r*>  ^-o  <*.  c  ^u-  r>b.  c  — 
h  >t.  r.  «*.  r .  u~  m  ir  <l  \s  k  if .  r ^  ^  ^  r-  k  it  *n  n  n  r  c\j  ftj  ft.  rj  rg  *.  o  «  l-  u  ■  *■  ft;  if  n  c •  t  rj  —  —  —  j  o  r-  ff  y.  c  ir  —  c  — 

OOCCOOOoOOOC©OOOCCOCOoC)CCOOCOOOCCCoOCCCOCOO-«COCCoOOO 

I  I  I  I  I  I  I  I  I  I  I  I  t  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I      I      I 

o-«tfC^rif<j-*«;:-<i1ftfctr<>-C'>""(r^^irr  h(\jT*r  r.Tn'f  "fTc^'r  —  o  ry  c  o  r*-  er  —  h-  iff- 
ffir^ft.r-»*,'<ft'-'r'. CTjircr-fa'—  <jrc  jiorf  o^crr  xo—  ^>-'j-tf;h  -cr  f*.  —  o ^ •  —  fC  —  ^r;«—  *i 
covf  rv.  c  r.-or-  *•  n  -*o  tr  rr  f  ■  **  tr  o  "  r:  i.*r  t  '■  r  n -f  —  r  ••  r  ?^r  .-—■■£  c  l'  T.  '•  cc  c  Mr  ><  **  t  feu: 
o if  "C  n  -•  if ■  r.  it  if  f  <<  «"  r"  0'  c  o  '-'  if  •-■  r:  ^  <■  r.nr  f-  n  r-  o  —  "*"""—•-  <i  c  i  t  r  r-'jr  "  r>  —  ^  r«.  r-  —  ir-  f\i  ^ ru 
f»  >i  «  c-u.  vi  ^i  •;"  r-  c.  u"  'i'N  o  r  o  c  t  <•  ^  v.  *■  u  if  u-u  e ^  c-n  ^  r  a  rw^.  —  —  ^,c  —tf  coo  <f  «jl  tr  ■"  <f  w  «  — 

cooccoocoocooccc'ccoccc'*'roooccoooccoccc;cooo  —  ccooooccc 
i   %  I   i  i   i   I   i   i   i   i   i  i   I   i    i   i   I   i    i   i   t   '   i   i   i    i    i    i   i   i    I   i   I  i  t 

«fl«nffT\c-«Nrf^oa«i  — omtr»oc  o<i  r.cr*  npirfic-conirTnifooo-ONof^^PN* 
^otL«^(^C8.•nft^tf'^cl^^atT^^v■Ivol^o.-ocr■l;co^(C'('r>-y■.L•^  'O-jc-^^oo-nco- 
c  ic^y  -a  r-  4.  *.  <j  ry  «i  —  iy  <■  r  <s  i  r»  *  —  ■:•.  o.  *.  *i;  l  r ;  <  vf-o  «  u  r  ",c  t-  u  r «_»  *  —  t  t"  o  c  —.oar  u  ul 
r>  a ^  U"  r-  v  —  c  r » «t- «  &  «  Cj  u  :  O  —  if.  c '■  ■«  f  u  oj  w  r;  t y  .-n  t. -  u  *-  rj  m  a  —  r  =  y  0  f,  ^ .4.  o  r  w  0  r-  o  o  n  —  —  fy  rj  o 
noc  —  —  —  w  —  cj  ft-'  ft*  ry  —  c  c  o  ^  r;  —  —  ^  r«,  ft,  i*-  r;  ?\  rj  —  t*j  c  —  —  —  —  —  o:  <i  —  n  f\i  n  '-'  c  —  r-  c  —  o  c^-^<- 

OOOOOaOCcOCoOOOOo©OOOOOOOC'OOOCCOC  CC  cCoC)C>0  —  cOqoooooqo 

I  I  I      I  I  I      I  I  I      I  I  I  I  I  I 

0—  o'fnonficffi'c  0  <t  ff  r  r- r>-  c  —  0  r-  o  a.vcr.rr  cc-«tc+  n<.<-«NoOiCC  <j  cr  om^  —  ^ 
nnc  or'-rjr  rjp-  4  nc  —  —  rjrr—  o  «  <r  «c  o  pi  if  —  L'c'u;«wr)<  n'a-nc  a  c*  o<  -""•«»  t*  *■-  r-  o^  —  «  *f! 
<  m  d  y:  t^  <j  —  o;  c  «  <;  c-  *  <" -^  —  •*"  ^"  *-■  c  n  u  «  ft.  f^  «r  t'  w  r  o  «  -f^  0  rco:  —  c  c  —  r;  ^  it  ir  r-  cc  0-  v  n 
ocr^nc^  ft;  — c.  r-  -cntviro  y:c  ivro  —  n  tf  <oc  r  —  ft.  —  —  —  <j  o  o  c\.  ir  e  c  •  ^  0  a  -s  rn/xr.  <»  o  c  n 
4  ftjr-,  n«i  nr:  cir  *i  «  u"ri  ^ftf  <cir  o  *t  h*  h  *-r  Miarr  ir*  —  «j«i  ir  p*,);-  \f  u  ^  r  f  cnir -rr^r^owo 

OOOOOOUOcOOOOOOOCOOOCOOCJt(&OOHjC(JOOcO<'wCOO''0&UOO'JCOCoO 

I  I   I   I   I   I   I   I  I   I   I   I  (  I   I   I   I   t   I   I   I   I   f   •   I  I   I   I   I   I   I   I   I  t  I  I  I 


in  — r\j<  cm  o< 

o  c  r  C'  tr  —  u  <  v  —  ry  «  o  er  —  —  * 

ttc  a  L  u  u.  b  I'vi'irctf  c  ccjC.  c-rc  r:>c  c-c  .•-*- 

jy:  a  r  1*  c  c  .."  c  o  c  :  x:  1  11  3  nun  •  icocc 


cr  « -  y  10     l  r  c  c  r  o  ri  c-  c  u  L'  u  *.*  v  u 


;:inn»-i  >>i 


w 


Q 

!=> 

H 
En 

O 

o 


3 

EH 


sr  (T  rv  c-  «r  *?  rr  o 


:c';rcNC-i 


i  tr  -  c  -r  a  if 


.'  *•  I'.-Cft,*)!'  •■•  —  o  —  L':  ^  ire  o 
r-.,-  N  n-  -i-jfiffL-  <;  r  a. c  C*  O 

-  >«.  r-  ~r;  w^  .-  on.  *■  ±  r  — '-  C 


.  ~  o  w  *  c  -  a"  ' 


JOOOOO-^O 


^5 


TABLE  4  -   CONTINUED 

LEGEND  OF  ABBREVIATIONS  USED  FOR 
ELECTROACOUSTIC  AND  BEHAVIORAL  MEASURES 

MP°5         Maximum  Power  Output  at  .5  KHz 

MPOl         Maximum  Power  Output  at  1  KHz 

Mp02         Maximum  Power  Output  at  2  KHz 

MP0A         Maximum  Power  Output  Average  of  .5,1,2  KHz 

GF5  Gain  with  50  dB  Input  at  .5  KHz 

GF1  Gain  with  50  dB  Input  at  1  KHz 

GF2  Gain  with  50  dB  Input  at  2  KHz 

GFA  Gain  with  50  dB  Input  Average  of  .5,1,2  KHz 

GS5  Gain  with  70  dB  Input  at  .5  KHz 

GS1  Gain  with  ?0  dB  Input  at  1  KHz 

GS2  Gain  with  70  dB  Input  at  2  KHz 

GSA  Gain  with  70  dB  Input  Average  of  .5,1,2  KHz 

Harmonic  Distortion  at  .4  KHz  with  .4  KHz  Input 
Harmonic  Distortion  at  .8  KHz  with  .4  KHz  Input 

KD12  Harmonic  Distortion  at  1.2  KHz  with  .4  KHz  Input 

HD16  Harmonic  Distortion  at  1.6  KHz  with  .4  KHz  Input 

HDAA  Harmonic  Distortion  Average  of  .4, .8,1.2,1.6  KHz 

HD1  Harmonic  Distortion  at  1  KHz  with  1  KHz  Input 

KD2  Harmonic  Distortion  at  2  KHz  with  1  KHz  Input 

HD3  Harmonic  Distortion  at  3  KHz  with  1  KHz  Input 

HD^A  Harmonic  Distortion  at  4  KHz  with  1  KHz  Input 

HDAB  Harmonic  Distortion  Average  of  1,2,3,4  KHz 

HD15  Harmonic  Distortion  at  1.5  KHz  with  1.5  KHz  Input 

HD3K  Harmonic  Distortion  at  3  KHz  with  1.5  KHz  Input 

KD^5  Harmonic  Distortion  at  4.5  KHz  with  1.5  KHz  Input 

HD6  Harmonic  Distortion  at  6  KHz  with  1.5  KHz  Input 

HDAC  Harmonic  Distortion  Average  of  1.5,3,4.5,6  KHz 

^IMD5  Quadratic  Inte modulation  Distortion  at  .5  KHz 

QIMD1  Quadratic  Intermodulation  Distortion  at  1  KHz 

QIMD2  Quadratic  Intermodulation  Distortion  at  2  KHz 


HD4 
KD8 
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TABLE  k   -  CONTINUED 


QIMDA 

CIMD5 
CIMD1 
CLMD2 
CIMDA 

HAICA 

HAICB 

HAIGT 

HSHCA 

HSKCB 

HSHCT 

IRI 

CID 

VAH 

MRT 

SST 

ESJ 

ESW 

QJ 

IMDTO 

lUDTk 

IMDT8 

CIDRT 

VAHRT 

MRTRT 

SSTRT 

ESJRT 

SSV/RT 


Quadratic  Intermodulation  Distortion  Average 
of  .5,1,2  KHz  s 

Cubic  Intermodulation  Distortion  at  .5  KHz 

Cubic  Intermodulation  Distortion  at  1  KHz 

Cubic  Intermodulation  Distortion  at  2  KHz 

Cubic  Intermodulation  Distortion  Average 
of  .5,1,2  KHz 

H.A.I.C.  Bandwidth  Above  1  KHz 

H.A.I.C.  Bandwidth  Below  1  KHz 

H.A.I.C.  Bandwidth  Total 

H.S.H.C.  Bandwidth  Above  1  KHz 

H.S.H.C.  Bandwidth  Below  1  KHz 

H.S.H.C.  Bandwidth  Total 

Index  of  Response  Irregularity 

C.I.D.  W-22  Word  List 

Veterans  Administration  Discrimination  Test 

Modified  Rhyme  Test 

a  synthetic  sentence  test 

C.I.D.  Everyday  Sentences  1  Judged  Intelligibility 

C.I.D.  Everyday  Sentences i ■ Write  Down  Response 

Quality  Judgments 

Intermodulation  Distortion  Test  S/N=0  dB 

Intermodulation  Distortion  Test  S/N=-4  dB 

Intermodulation  Distortion  Test  S/N=-8  dB 

C.I.D.  W-22  Word  List  Retest 

Veterans  Administration  Discrimination  Test  Retest 

Modified  Rhyme  Test  Retest 

a  synthetic  sentence  test  retest 

Retest  Everyday  Sent^ces:  Judged  Intelligibility 

C.I.D.  Everyday  Sentences!  Write  Down  Response 


k-7 


QJRT 
IMDTORT 
IMDT^RT 
IMDT8RT 


TABLE  k   -  CONTINUED 

Quality  Judgments  Re test 

Intermodulation  Distortion  Test  S/n=0  dB  Res test 
Intermodulation  Distortion  Test  S/N--k  dB  Retest 
Intermodulation  Distortion  Test  S/N=-8  dB  Retest 
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TABLE  5 


SUMMARY  OF  THE  FOUR  HIGHEST  PEARSON  CORRELATION 

COEFFICIENTS  BETWEEN  EACH  BEHAVIORAL  MEASURE 

AND  THE  SLECTROACOUSTIC  CHARACTERISTICS 


Behavioral  Characteristics  r 

Measure 

CID  KD12  -.909 

HD16  -.909 

HDAA  -.894 

HD8  -.885 

VAH  GF5  -.788 

HDAA  - . 742 

MP05  -.732 

HD12  -.728 

MRT  MP05  -.755 

IRI  -.756 

GF5  -.683 

GS5  -.632 

SST  GF5  -.553 

HD4  - .  51+6 

QIMD2  -.509 

HDAA  - . 505 

ESJ  CIMD1  -.566 

HD12  -.542 

HD16  -.508 

HD8  -.^93 
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TABLE  5  -  CONTINUED 


Eehavioral 
Measure 


ESW 


Characteristics 


QJ 


IMDT1 


IMDT4 


IMDT8 


IRI 

-.412 

HSHCA 

+.304 

HAICA 

-.253 

HD8 

-.248 

HD12 

-.596 

HD16 

-.544 

HSHCA 

+.530 

KD8 

-.516 

MP02 

-.526 

MPOl 

-.514 

MPOA 

-.510 

HD3 

-.436 

HSHCB 

+.363 

MP05 

-.362 

CIMD1 

-.345 

IRI 

-•336 

MP02 

-.630 

MPOl 

-.624 

MPOA 

-.623 

MP05 

-.510 

Pearson  Correlation  Coefficient 
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variable  dimension.   For  example,  all  measures  of  maximum 
power  output  (MP05,  MP01 ,  MP02,  MPOA)  in  a  hearing  aid  were 
predicted  to  be  highly  intercorrelated  because  they  all 
measure  dimensions  associated  with  maximum  power  output. 

Further  inspection  of  the  matrix  reveals  that  many 
characteristics  not  naturally  expected  to  be  correlated  have, 
in  fact,  high  correlations.  These  characteristics  cannot  be 
assumed  to  be  independent  of  the  characteristics  with  which 
they  have  a  high  relationship,  and  to  a  greater  or  lesser 
extent,  are  a  measure  of  the  same  source  of  variability.  For 
example,  MP05  was  not  only  highly  correlated  with  other 
measures  of  maximum  power  output  but  also  with  measures  of 
cubic  and  quadratic  intermodulation  distortion,  harmonic 
distortion  and  gain.  Changes,  therefore,  in  intermodulation 
distortion,  harmonic  distortion  and  gain  will  affect  measures 
of  maximum  power  output  and  vice  versa.  This  dependence 
indicates  that  there  was  an  interaction  between  characteristics. 
An  electroacoustic  measurement,  therefore,  is  never  a  totally 
independent  variable,  but  the  sum  of  the  moment-to-moment 
interactions  with  many  of  the  other  characteristics. 

Reference  to  solitary  electroacoustic  characteristics  in 
the  literature  is  probably  not  accurate.   It  is  possibly  more 
descriptive  to  refer  to  interaction  effects  and  define  the 
major  components  in  the  interaction.   Not  only  would  such  a 
description  more  closely  approximate  v/hat  is  actually 
occuring  between  characteristics,  but  permits  a  multi- 
dimensional appraisal  of  the  interactions  affecting  speech 
intelligibility. 


with  QJ;  IMDT1 
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What  is  the  Relationship  Between  Behavioral  Measures? 

Table  ^  reveals  that,  in  general,  the  correlation 

coefficients  between  behavioral  indices  were  low.   This  is 

interpreted  to  suggest  that  each  measure  is  affected  by 

essentially  different  sources  of  variance.  Several  exceptions 

to  this  generalization  are  notable:  CID  correlates  +.83  with 

YAH;  YAH  correlates  +.?6   with  MRT;  ESJ  correlates  +.81  with 

ESW  and  +.86  with  QJ;  ESW  correlates  +.70 

correlates  +.72  with  IMDT8.  The  correlations  indicate  that 

these  measures  are  not  totally  insensitive  to  the  same 

sources  of  variance,  and  to  some  extent  are  redundant.  The 

degree  of  independence  of  the  behavioral  measures,  however, 

is  remarkable,  because  these  measures  were  all  designed  to 

estimate  and  quantify  speech  intelligibility.   The  correlations 

of  Table  b   signify  that  either  all  of  the  'measures  are  not 

estimating  speech  intelligibility  or  that  the  measures  are 

quantifications  of  essentially  different  and  independent 

dimensions  of  speech  intelligibility. 

Kow  are  the  Scores  on  the  Behavioral  Measures  Influenced  by 
the  Electroacoustic  Characteristics? 

To  attempt  to  answer  this  question  a  multiple  regression 
analysis  was  performed  between  the  electroacoustic  character- 
istics and  the  behavioral  measures. 

Statistical  approach.   A  multiple  regression  analysis 
generates  a  linear  combination  of  independent  variables  which 
will  correlate  as  highly  as  possible  with  a  dependent  variable 
and  produces  a  regression  equation.   The  regression  equation 
can  be  used  to  predict  the  value  of  the  dependent  variable  from 


a  set  of  independent  variables. 

The  normalized  beta  weights,  associated  with  the 
regression  equation,  can  be  used  to  reflect  the  strength  and 
direction  of  the  relationship  between  each  independent 
variable  and  the  dependent  variable.  The  larger  the  beta 
weight,  the  stronger  the  influence  on  the  dependent  variable. 

The  multiple  correlation  coefficient  (R)  can  be  squared 
to  reveal  how  much  of  the  variance  of  the  dependent  variable 
can  be  explained  by  the  prediction  equation. 

The  multiple  regression  procedure  was  used  in  this  study 
to  produce  a  prediction  equation  for  each  behavioral  score 
from  a  set  of  electroacoustic  characteristics,  provide  infor- 
mation as  to  the  relative  strength  of  effect  of  each  character- 
istic on  behavioral  scores  and  to  calculate  the  percent  of 
variance  in  behavioral  scores  which  can  be  accounted  for  by  a 
group  of  electroacoustic  characteristics. 

Special  considerations  on  the  use  of  multiple  regression 
analysis.   Interpretation  of  the  multiple  correlation  coeffi- 
cient and  predictions  from  the  regression  equations  can  be 
misleading  if  certain  assumptions  for  use  of  the  analysis  are 
violated. 

The  first  assumption  stems  from  the  fact  that  the  multiple 
regression  coefficient  is  dependent  upon  the  subject-to- 
independent  variable  ratio.  According  to  Nunnally  (1963)  an 
unbiased  R  can  be  expected  when  the  ratio  approaches  13  to  1. 
Lesser  ratios  have  an  increasingly  larger  chance  of  generating 
a  R  which  is  biased  upward.   The  number  of  independent  variables 
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in  this  study  was  forty-two  and  the  number  of  subjects 
equalled  twenty.  This  ratio  would  be  inappropriate  for  a 
multiple  regression  analysis  because  the  R  would  always, 
misleadingly,  approach  unity  (McNemar,  19&9). 

Since  it  is  often  not  possible,  in  behavioral  research, 
to  have  many  subjects  relative  to  the  number  of  independent 
variables,  two  procedures  can  be  used  which  reduce  the  up- 
ward bias  on  the  R.  One  procedure  would  be  to  employ  a  data 
reduction  technique  to  minimize  the  number  of  independent 
variables.  Such  a  technique  would  improve  the  subject-to- 
independent  variable  ratio.  An  obliquely  rotated  factor 
analysis  is  a  reduction  procedure  and  was  employed  in  this 
study.  A  second  procedure  would  be  to  use  a  formula  which 
would  estimate  the  reduction  in  the  R  due  to  a  less  than 
ideal  subject-to-independent  ratio.  The  technique  is  known 
as  the  correction  for  shrinkage  and  was  applied  to  all  of  the 
Rs  generated  by  the  multiple  regression  analysis. 

Factor  analysis.  Given  the  correlation  coefficients  for 
a  set  of  variables,  factor  analytic  techniques  can  be  used 
to  lessen  the  number  of  variables  by  grouping  them  on  the 
basis  of  patterns  of  interactions.  The  smaller  number  of 
grouped  variables  or  factors  can  be  taken  as  source  variables 
accounting  for  interrelations  in  the  data  (Nie  et  al.,  1970). 
In  other  words,  the  factors  are  extracted  from  a  large  set 
of  independent  variables  on  the  basis  of  common  patterns  of 
variability.   The  variables  placed  into  each  factor  grouping, 
therefore,  covary  with  each  other  and  are  not  independent 
variables.   The  factor  groupings,  however,  are  as  independent 
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as  possible  given  a  particular  set  of  data.  The  end  result 
of  a  factor  analysis  is  a  set  of  factors  and  factor  loadings 
which  indicate  the  relative  importance  of  each  independent 
variable  to  the  factor  grouping.  For  example,  given  two 
measurements  of  harmonic  distortion  and  three  of  gain,  factor 
one  might  have  high  loadings  on  harmonic  distortion  and  low 
loadings  on  gain.  The   factor  would  be  referred  to  as  one 
reflecting  harmonic  distortion  effects.   The  name  given  to  the 
factor  grouping  is  arbitrary  and  is  determined  by  the  investi- 
gator upon  inspection  of  the  factor  loadings  on  the  independent 
variables . 

Rotation  of  factors  is  a  technique  which  manipulates  the 
factors  so  that  a  variable  (or  highly  inter-correlated  group 
of  variables)  loads  very  high  on  one  factor,  but  approximates 
zero  on  the  other  extracted  factors. 

The  rotation  can  be  performed  assuming  little  or  no 
correlation  between  variables  (orthogonal)  or  assuming  that 
some  dimensions  of  the  variables  are  correlated  (oblique). 
Oblique  rotations  are  commonly  accepted  as  more  accurately 
representing  the  clustering  of  variables  because  few  variables 
are  completely  orthogonal. 

An  obliquely  rotated  factor  analysis  was  performed  on  the 
forty-two  electroacoustic  characteristics.   Table  6  shows  the 
extracted  factor  patterns.   Five  factors  were  determined  from 
the  forty-tv/o  characteristics.   Inspection  of  the  factor 
loadings  for  each  factor  reveals  that  GF2  loads  highest  on 
factor  one;  HSKCT  loads  highest  on  factor  two;  MF01  loads 
highest  on  factor  three;  KD12  loads  highest  on  factor  four  and 
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TABLE  6 


FACTOR  LOADINGS  FOR  EACH  OF  THE  FIVE  FACTORS 
ON  THE  ELSCTROACOUSTIC  CHARACTERISTICS 


Factor 

Factor 

Factor 

Factor 

Fa 

ctor 

1 

2 

3 

4 

5 

MP05 

+0 

.031 

-0 

.017 

+0 

.263 

-0 

.088 

-0 

.231 

MPOl 

+0 

.003 

-0 

.105 

+0 

.442 

-0 

.202 

-0 

.018 

MP02 

+0 

•  153 

-0 

.020 

+0 

.426 

+0 

.019 

+0 

.105 

MPOA 

+0 

.068 

-0 

.050 

+0 

.400 

-0 

.092 

-0 

.044 

GF5 

+0 

.058 

-0 

.034 

-0 

.024 

-0 

.248 

-0 

.122 

GF1 

+0 

.216 

+0 

.007 

+0 

.021 

-0 

.040 

+0 

.002 

GF2 

+0 

•  327 

+0 

.047 

+0 

.010 

+0 

.129 

+0 

.105 

GFA 

+0 

.204 

+0 

.005 

+0 

.001 

-0 

.066 

-0 

.011 

GS5 

+0 

.073 

+0 

.048 

-0 

.144 

-0 

.171 

-0 

•  135 

GS1 

+0 

.155 

+0 

.065 

-0 

.005 

-0 

.028 

-0 

.077 

GS2 

+0 

.220 

+0 

.081 

+0 

.090 

+0 

.081 

+0 

.003 

GSA 

+0 

.151 

+0 

.066 

-0 

.025 

-0 

.046 

-0 

.075 

HD4 

+0 

.150 

-0 

.027 

-0 

.134 

-0 

.185 

-0 

.059 

HD8 

-0 

.008 

+0 

020 

+0 

.026 

-0 

.330 

+0 

.061 

HD12 

-0 

069 

+0 

006 

+0 

125 

-0 

383 

+0. 

093 

HD16 

-0. 

038 

+0. 

021 

+0. 

083 

-0. 

353 

+0. 

088 

KDAA 

+0. 

015 

+0. 

006 

+0. 

017 

-0, 

321 

+0. 

043 

KD1 

+0. 

164 

+0. 

052 

+0. 

035 

-0. 

014 

-0. 

084 

HD2 

+0. 

1*4-3 

+0. 

155 

+0. 

017 

+0. 

004 

+0. 

076 

HD3 

+0. 

048 

+0. 

185 

+0. 

076 

-0. 

037 

+0. 

047 

HD4A 

+0. 

000 

+0. 

221 

+0. 

019 

-0. 

047 

+0. 

001 

HDAB 

+0. 

091 

+0. 

159 

+0. 

041 

-0. 

025 

+0. 

014 

HD15 

+0. 

132 

+0. 

212 

-0. 

088 

+0. 

087 

-0. 

032 

HD3K 

+0. 

080 

+0. 

228 

-0. 

037 

+0. 

060 

-0. 

045 

HD45 

+  0. 

Oil 

+0. 

265 

+0. 

004 

+0. 

028 

-0. 

013 

HD6 

+0. 

020 

+0. 

258 

-0. 

025 

-0. 

Oil 

+0. 

059 

KDAC 

+0. 

061 

+0. 

243 

-0. 

038 

+0. 

042 

-0. 

008 

QIMD5 

+0. 

158 

-0. 

021 

+0. 

020 

-0. 

123 

-0. 

065 

Db 


TABLS  6   -   CONTINUED 


Factor 

Factor 

Factor 

Factor 

Factor 

1 

2 

3 

k 

5 

QIMD1 

+0 

.191 

+0 

.095 

+0 

.006 

+0 

.029 

-0.004 

QB1D2 

+0 

.312 

-0 

.089 

-0 

.0^6 

+0 

.029 

+0.073 

QIMDA 

+0 

.227 

+0 

.004 

-0 

.000 

-0 

.035 

-0.011 

CIMD5 

+0 

.110. 

+0 

.102 

-0 

.029 

-0 

.077 

-0.036 

CIMD1 

-0 

.002 

+0 

.012 

-0 

.028 

-0 

.275 

-0.087 

CIMD2 

+0 

.296 

+0 

.026 

+0 

.007 

+0 

.169 

-0.035 

CIMDA 

+0 

.125 

+0 

,051 

-0 

.021 

-0 

.097 

-0.060 

HAICA 

+0, 

100 

-0 

281 

+0 

.033 

+0 

.060 

-0.424 

KAICB 

+0. 

263 

-0. 

211 

-0 

431 

-0, 

073 

+0.153 

HAICT 

+0, 

123 

-0. 

288 

-0. 

013 

+0. 

0^9 

-0.387 

HSHCA 

+0. 

257 

-0. 

299 

+0. 

198 

+0. 

227 

+0.094 

KSHCB 

+0. 

072 

-0. 

280 

-0. 

259 

-0. 

215 

-0.004 

HSHCT 

+0. 

225 

-0. 

334 

+0. 

079 

+0. 

112 

+0.063 
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IRI  loads  highest  on  factor  five  (see  Table  ^).   Other  high 
factor  loadings  can  be  discerned  within  each  factor.  Since 
the  purpose  of  the  analysis  was  to  reduce  the  number  of 
independent  variables  for  input  into  a  multiple  regression 
analysis,  and  because  with  twenty  subjects  a  subject-to- 
independent  variable  ratio  of  4  to  1  was  thought  to  be  the 
lowest  possible  for  reliable  and  interpretable  results,  five 
factors  were  the  maximum  that  could  be  extracted.  Selection 
of  the  highest  loadings  for  each  factor,  however,  assures  that 
the  most  influential  variables  under  each  factor  will  be 
included  in  the  multiple  regression. 

The  name  given  to  each  factor  was  determined  by  the 
variable  having  the  highest  loading  on  the  factor.   Factor 
one  was  termed  a  gain  factor,  two  a  bandwidth  factor,  three 
a  maximum  pov/er  output  factor,  four  a  harmonic  distortion 
factor  and  five  a  regularity  of  frequency  response  factor. 

Multiple  regression  analysis.   The  independent  variables 
derived  through  use  of  the  factor  analysis  (GF2,  HSKCT,  MP01 , 
HD12,  IRI)  were  multiply  regressed  against  each  of  the  be- 
havioral measures  (GID,  VAK,  MRT,  SST,  ESJ,  ESW,  QJ,  IMDTO, 
IMDT4,  IMDT8).   Table  7  shows  the  summary  table  of  the  analysis 
for  each  behavioral  measure.   The  electroacoustic  character- 
istics under  each  behavioral  measure  are  arranged  in  order  of 
decreasing  influence  upon  the  measure. 

Table  7  reveals  that  all  of  the  multiple  regression 
coefficients  are  high  (with  the  conspicuous  exception  of 
IMDT4  where  R  =  .50).   This  suggests  that  the  five  selected 
variables  account  for  a  large  percentage  of  the  variability 
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TABLE  7 


MULTIPLE  REGRESSION  ANALYSIS  OF  EACH  BEHAVIORAL  MEASURE  WITH 
THE  FIVE  HIGHEST  FACTOR  LOADING  ELECTROACOUSTIC  CHARACTERISTICS 

.84 


Measure 

Characteristic 

beta 

R 

R^ 

R 
s 

CID 

HD12 

MPOl 

HSHCT 

IRI 

GF2 

-1 

•  51 
.4^ 

•  30 

•  25 
.09 

•  94 

.88 

.91 

VAH 

HD12 

HSHCT 

IRI 

MPOl 

GF2 

-1 
-1 

+ 

+ 

•  93 
.06 

.63 

•  58 
.13 

.94 

.89 

.92 

MRT 

HD12 

IRI 

KSHCT 

MPOl 

GF2 

-1 
+1 

+ 
+ 

.28 
.00 
.68 
.26 
.19 

.98 

.96 

.90 

SST 

HD12 

HSHCT 

MPOl 

IRI 

GF2 

-2 

-1 
+1 

+ 

.47 
.46 
.38 
.66 
.01 

.88 

.78 

.83 

ESJ 

HD12 
GF2 
IRI 
MPO 

HSHCT 

+ 
+ 

.85 
.49 
.19 
.09 
06 

.71 

•  50 

.57 

95 


32 
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TABLE  7  - 

CONTINUED 

Measure 

Characteristic 

beta 

ESW 

HD12 

-1.40 

MPOl 

+  -73 

IRI 

-  .68 

GF2 

+  ..52 

KSKCT 

-  .47 

QJ 

HD12 

-1.39 

GF2 

+  .81 

MPOl 

■  +  .37 

IRI 

-  .13 

HSHCT 

-  .08 

IMDTO 

MPOl 

-1.43 

HD12 

+1.37 

HSHCT 

+  .69 

IRI 

+  -35 

GP2 

+  .05 

IMDT4 

MPOl 

-  .43 

GP2 

+  .28 

HSHCT 

+  .279 

IRI 

-  .21 

HD12 

+  .12 

IMDT8 

MPOl 

-1.66 

KD12 

+1.52 

HSHCT 

+  .68 

IRI 

+  .39 

GF2 

-  .07 

R    R^   R    R^ 
s    s 

74  .55     .62  .39 


93  .87  .91  .82 


69  .48  .54  .29 


50  .25  .14  .02 


82  .67  .74  .55 


beta   =  normalized  beta  weights 

R,  R   =  multiple  regression  coefficient  and  its  square 
Rs*  Rs  =  multiPle  regression  coefficient  corrected  for 
shrinkage  and  its  sauare 
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in  each  of  the  behavioral  measures. 

The  squared  multiple  regression  coefficient  (R2)  can  he 
interpreted  as  the  amount  of  variance  in  each  behavioral 
measure  which  can  be  accounted  for  by  the  five  characteristics, 
In  these  data  the  range  is  96fo   of  the  variance  in  MRT  to  25fo 
of  the  variance  in  IMDT4  which  can  be  accounted  for  by  the 
five  characteristics 

A  second  observation  concerns  the  importance  of  each  of 
the  five  characteristics  to  the  behavioral  measures.  The 
normalized  beta  weights  provide  information  as  to  the  relative 
importance  of  a  characteristic  to  the  overall  R.  The 
characteristics  listed  under  each  measure  are  arranged  from 
greatest  to  least  importance  as  dictated  by  the  value  of  the 
normalized  beta  weights.  The  relative  importance  of  each  of 
the  five  electroacoustic  characteristics  is  different  for 
each  behavioral  measure.  One  consistency,  however,  through 
CID,  VAK,  MRT,  SST,  ESJ,  ESW  and  QJ  is  that  in  these  measures 
harmonic  distortion  at  1.2  KHz  with  a  .k   KHz  input  has  the 
highest  relative  importance  (highest  beta  weight).  More 
consistency  appears  in  ranking  important  characteristics 
between  the  Intermodulation  Distortion  Tests,  but  it  must  be 
remembered  that  these  tests  are  merely  different  signal-to- 
noise  ratios  of  the  same  stimulus  material. 

Correction  for  shrinkage  of  R.   As  was  mentioned  earlier 
a  small  subject-to-independent  variable  ratio  can  bias  the  R 
upward  in  a  misleading  fashion.   Estimation  of  the  R  with 
reduced  bias  can  be  obtained  using  the  following  formula: 

£2  =  1  .  (i  .  R2)  ^1 
N  -  n 
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TA3LE  8 


PEARSON  CORRELATION  COEFFICIENTS  FOR  EACH 
BEHAVIORAL  TEST  AND  RSTEST 
(QJ  THROUGH  IMDT8RT  ARE  GROUPED  DATA) 


Behavioral  Measures 

r 

r2 

CID  with  CIDRT 

.816 

.666 

VAH  with  VAHRT 

.871 

.759 

MRT  with  MRTRT 

.767 

.588 

SST  with  SSTRT 

.563 

.317 

ESJ  with  ESJRT 

.771 

•  594 

ESW  with  ESWRT 

.650 

.423 

QJ  with  QJRT 

.827 

.760 

IMDTO  with  IMDTORT 

.981 

.962 

IMDT4  with  IMDTORT 

.768 

.590 

IMDT8  with  IMDT8RT 

.473 

.224 

6? 


where : 

A2 

R  =  squared  R  corrected  for  shrinkage 

2 

R  =  obtained  R 

N  =  number  of  subjects 
n  =  number  of  variables 

Through  the  use  of  factor  analysis  the  number  of  variables 
was  reduced  to  five.  Table  7  reveals  the  shrunken  R  for  each 
obtained  R  in  the  multiple  regression  analysis.   The  shrunken 
R  is  believed  to  be  a  better  ie.,  less  biased,  estimate  of  the 
R  based  on  the  subject-to-independent  variable  ratio  in  these 
data. 

The  correction  for  shrinkage  due  to  the  subject-to-inde- 
pendent variable  ratio  employed  in  the  study  appears  as  R  and 

2  . 

Rg  m  Table  7«  This  procedure  reduced  to  a  greater  or  lesser 

extent  the  R  for  each  behavioral  measure.   The  greatest 

changes  occurred  in  ESJ  (.71  to  .57),   ESW  (.7^  to  .62),  IMDTO 

(.69  to  .5*0  and  IMDT4  (.50  to  .1*0.  These  lower  Rs  because 

of  the  less  than  optimal  subject-to-independent  variable  ratio 

are  believed  to  be  more  realistic  estimates  of  the  effect  of 

the  five  characteristics  upon  each  behavioral  measure.  The 

squared  shrunken  R  provides  the  same  information  as  R  and  so 

the  percent  of  variance  in  each  behavioral  measure  explained 

by  the  five  characteristics  ranged  from  95%  in  MRT  to  2%   in 

IMDT^. 

What  is  the  Coefficient  of  Reliability  for  Each  of  the 
Behavioral  Measures? 

Pearson  product-moment  correlation  coefficients  are  shown 

in  Table  8  for  behavioral  measure  test-retest  scores.  The 
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squared  coefficients  are  also  included,  which  indicate  the 
percentage  of  the  variance  in  one  measure  which  can  be 
accounted  for  by  the  other. 

Inspection  of  the  table  reveals  that  the  test-retest 
reliability  for  the  majority  of  the  measures  employed  in  this 
study  was  good.  The  synthetic  sentence  test  (r  =  .563)}  the 
C.I.D.  Everyday  Sentence  Test:  write  down  response  (r  =  .650) 
and  Intermodulation  Distortion  Test  at  signal-to-noise  ratio 
of  -8  dB  (r  =  .^-73)  were  the  only  behavioral  measures  having 
conspicuously  low  reliability  coefficients,  ie.,  r<.?0. 
Gross  Validation  of  Statistical  Results 

The  data  reduction  procedure  used  to  reduce  the  number 
of  independent  variables  in  this  study  entailed  selection  of 
only  those  variables  having  the  highest  loadings  on  each  of 
five  factors.   These  five  characteristics  were,  in  turn,  used 
as  the  independent  variables  in  multiple  regression  analysis. 
The  possibility  exists  that  in  another  sample  of  subjects,  the 
highest  factor  loadings  on  each  factor  would  be  different  and 
thus  the  R  and  beta  weights  different.   If  any  predictive 
confidence  is  to  be  placed  in  the  R  and  beta  weights  a  cross 
validation  is  usually  required.  The  validation  method  usually 
employed  is  to  use  the  set  of  regression  equations  derived  from 
the  first  sample  to  calculated  predicted  scores  on  the  second 
sample.   A  correlation  is  calculated  between  the  predicted 
scores  and  actual  scores ,  the  strength  of  the  correlation 
providing  information  as  to  how  stable  the  original  regression 
equations  were  and,  therefore,  the  confidence  to  be  placed  in 
the  R  and  beta  weights. 
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It  was  not  possible  to  run  this  standard  type  of  cross 
validation.  However,  since  there  were  available  test  and 
retest  scores  on  the  same  subjects  a  modified  cross  validation 
was  devised.   If  it  could  be  shown  that  the  Rs  and  beta  v/eights 
in  the  test  and  retest  data  maintained  some  degree  of  stability 
in  terms  of  relative  value,  then  the  Rs  and  beta  weights 
could  be  regarded  as  stable  predictors  of  the  importance  of 
the  characteristics  to  the  behavioral  scores.  A  critical 
assumption  in  this  analysis  is  that  the  test  and  retest 
scores  for  every  behavioral  measure  are  highly  correlated.  A 
low  correlation  between  test  and  retest  scores  would  confound 
the  validation.  With  low  reliability  between  scores,  differ- 
ences in  the  R  and  beta  weights  could  be  caused  by  the  use  of 
characteristics  chosen  on  the  basis  of  chance  high  factor 
loadings  in  the  original  sample,  or  produced  by  the  instability 
of  the  test  measure. 

Table  9  displays  the  multiple  regression  analysis  of  the 
behavioral  measure  retest  scores.  As  in  Table  8  the  electro- 
acoustic  characteristics  are  ordered  in  terms  of  decreasing 
beta  value  for  each  behavioral  measure.  Multiple  regression 
coefficients  and  squared  multiple  regression  coefficients  are 
also  presented. 

A  quick  comparison  of  the  obtained  values  in  Tables  8  and 
9  leads  to  the  conclusion  that  only  the  R  of  ESW  (.7^  to  .90), 
IMDTO  (.69  to  .59)  and  IMDT4  (.50  to  .60)  change  appreciably 
between  test  and  retest. 

The  relative  orderings  of  the  characteristics  on  the 
basis  of  beta  weights  for  the  test  and  retest  data  are  presented 
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TABLE  9 

MULTIPLE  REGRESSION  ANALYSIS  OF  THE  BEHAVIORAL  MEASURE  RETE3T 
SCORES  WITH  THE  FIVE  HIGHEST  FACTOR  LOADING 
ELECTROACOUSTIC  CHARACTERISTICS 

Measure      Characteristic      beta       R      r2 
CID  HD12  -.94       .80     .64 


VAH  KD12  -1.93       .96     .92 


MRT  KD12  -1.50       .98     .96 


ESJ 


HD12 

-.94 

GF2 

+.16 

KSHCT 

-.05 

MP01 

+.05 

IRI 

-.02 

KD12 

-1.93 

HSHCT 

-1.10 

IRI 

-  .62 

MP01 

+  -55 

GF2 

+  .15 

HD12 

-1.50 

IRI 

-I.03 

HSHCT 

-  .69 

MP01 

+  .46 

GF2 

+  .456 

KD12 

-2.5 

MP01 

+1.6 

IRI 

-  .36 

GF2 

-  .08 

KSHCT 

-  .03 

HD12 

-1.13 

GF2 

+  .60 

IRI 

-  .49 

MP01 

+  .25 

HSHCT 

-  .22 

SST  KD12  -2.5        .78     .61 


77     .60 
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TABLE  9  -  CONTINUED 


Measure 
ESW 


QJ 


IMDTO 


IMDT4 


IMDT8 


Characteristic 

beta 

R 

-Ml 

HD12 

. 

1.62 

.90 

.81 

MPOl 

+ 

.89 

IRI 

- 

•  52 

GF2 

+ 

.48 

HSHCT 

- 

.18 

HD12 

-1.18 

.94 

.88 

MPOl 

+ 

.68 

GF2 

+ 

.62 

IRI 

- 

.28 

HSHCT 

+  . 

.26 

MPOl 

-1 

.14 

.59 

•  35 

HD12 

+1 

.01 

HSHCT 

+ 

.48 

IRI 

+ 

.26 

GF2 

- 

.09 

HD12 

- 

-55 

.60 

•  36 

GF2 

+ 

.16 

MPOl 

- 

.09 

HSHCT 

+ 

.07 

IRI 

+ 

.01 

HSHCT 

+ 

•  72 

.83 

.69 

HD12 

+ 

.61 

GF2 

- 

•  50 

MPOl 

+ 

.29 

IRI 

- 

■  15 

beta  =  normalized  beta  weight 

2 
R,  R  =  multiple  regression  coefficient  and  its  souare 
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in  Table  10.  Also  included  in  parentheses  is  the  Pearson 
product-moment  correlation  between  the  test  and  retest  scores 
on  each  behavioral  measure. 

The  relative  rankings  for  VAK,  MRT,  ESJ,  QJ,  IMDTO  are 
identical  for  the  test  and  retest.  ESW  showed  one  change  in 
ordering  and  the  rest  of  the  measures  show  multiple  changes. 
It  should  be  noted  that  multiple  shifts  occurred  in  the 
measures  having  relatively  low  reliability  coefficients.   The 
notable  exception  is  CID  which,  while  the  reliability  coeffi- 
cent  was  high,  there  were  still  multiple  changes  in  the 
relative  ordering  of  characteristics. 

The  cross  validation  of  the  measures  with  high  correla- 
tion coefficients  and  none  or  one  change  in  ordering  must  be 
assumed  to  be  excellent,  ie.,  the  R   and  beta  weights  are 
reliable  predictors  of  relative  importance  of  the  five 
characteristics  to  these  behavioral  measures.  The  cross 
validation  of  the  measure  with  low  reliability  coefficients 
and  multiple  ordering  changes  must  remain  suspect  because  of 
possible  confounding  introduced  by  the  variability  in  the 
behavioral  measures  themselves.  CID  while  having  a  high 
reliability  coefficient  should  not  be  assumed  to  be  cross 
validated  and,  therefore,  the  R  and  beta  weights  are  too  un- 
stable to  use  as  reliable  predictors  of  the  relative  effect 
of  the  characteristics  on  CID  scores. 
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TABLE  10 


RANK  ORDERINGS  OF  THE  FIVE  CHARACTERISTICS  DERIVED  FROM  THE 
FACTOR  ANALYSIS  FOR  EACH  BEHAVIORAL  TEST  AND  RETEST 


(. 
CID 

82) 

CIDRT 

(.87) 
VAH   VAHRT 

(. 

MRT 

77) 

MRTRT 

(. 
SST 

56) 
SSTRT 

HD12 

1 

1 

1 

1 

1 

1 

1 

1 

GF2 

5 

2 

5 

5 

5 

5 

5 

k 

MP01 

2 

3-5 

4 

ii- 

4 

^ 

3 

2 

IRI 

k 

5 

3 

3 

2 

2 

^ 

3 

HSHCT 

3 

3-5 

2 

2 

3 

3 

2 

5 

(. 

ESJ 

77) 
ESJRT 

(.65) 
ESW   ESWRT 

( 

QJ 

.83) 
QJRT 

( 

IMDTO 

•  98) 

IMDTORT 

HD12 

1 

1 

1 

1 

1 

1 

2 

2 

GF2 

2 

2 

5 

4 

2 

3 

5 

5 

MP01 

k 

4 

2 

2 

3 

2 

1 

1 

IRI 

3 

3 

3 

3 

k 

4 

4 

4 

HSHCT 

5 
( 

5 

•  77) 

4 

(. 

5 

5 

5 

3 

3 

IMDT4 

•  IMDT^RT 

IMDT8 

IMDT8RT 

HD12 

5 

1 

2 

2 

GF2 

2 

2 

5 

3 

MP01 

1 

3 

1 

k 

IRI 

Ur 

5 

4 

5 

HSHCT 

3 

U- 

3 

1 

( )  =  reliability  coefficient  for  each 

behavioral  measure 
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Discussion  of  Results 

The  validity  of  the  reasons  conjectured  for  the  dis- 
agreement in  research  results  relating  electroacoustic 
characteristics  of  hearing  aids  and  "behavioral  measures 
designed  to  estimate  and  quantify  speech  can  now  be  discussed 
with  reference  to  the  results  of  this  study. 

Inadequate  appraisal  of  electroacoustic  characteristic 
interaction  has  been  suggested  as  a  reason  for  the  differences 
in  observed  research  results.   The  correlation  matrix  relating 
the  electroacoustic  characteristics  studied  in  this  investi- 
gation (Table  4)  showed  that  there  are  patterns  of  interactions 
among  the  characteristics  so  that  no  one  characteristic  is 
ever  an  independent  variable.   Each  characteristic  is  affected 
by  the  moment-to-moment  interaction  with  all  of  the  other 
characteristics.   For  example,  maximum  power  output  at  1  KKz 
(MP01)  is  highly  inter-correlated  (r  =>.80)  with  GF5,  GF1, 
GFA,  GS1,  GS2,  G3A,  HDAA,  HD1 ,  QIMD5,  QIMDA,  CIMD5,  CIMD1  and 
CIMDA.  At  another  moment  with  different  input  levels  and 
materials,  battery  voltage  changes  or  component  deterioration 
the  interactions  and  the  relative  strengths  of  the  interactions 
might  be  quite  different.  Smaldino  (1972)  found  a  similar 
result  in  a  correlation  matrix  prepared  in  a  similar  fashion. 

The  occurence  of  moment-to-moment  interaction  between 
electroacoustic  characteristics  requires  that  investigators 
perform  cautious  and  systematic  assessment  of  hearing  aid 
electroacoustics.   Different  procedures  involving  different 
test  stimuli,  at  different  levels,  will  probably  each  create 
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a  unique  set  of  moment-to-moment  interactions.  Each  set  of 
interactions  probably  affects  speech  intelligibility  in 
different  ways  and  so  result  in  contradictory  conclusions. 
Results  from  this  study,  therefore,  tend  to  support  the 
conjecture  that  electroacoustic  interactions  have  not  been 
adequately  assessed  and  controlled  in  hearing  aid  studies 
relating  electroacoustic  characteristics  to  speech  intellig- 
ibility. The  obvious  need  is  for  a  standardized  set  of 
procedures  and  materials  to  assess  the  relationships  between 
intelligibility  and  electroacoustic  characteristics. 

The  implication  of  the  results  is  that  standardized 
behavioral  measures,  sensitive  to  differences  in  electro- 
acoustic interactions  should  be  employed  in  studies  relating 
these  interactions  to  intelligibility.  Conclusions,  therefore, 
on  the  relationship  between  interactions  and  intelligibility 
would  be  based  upon  subject  differences  rather  than  differences 
in  the  sensitivity  of  the  behavioral  measures.  A  standardized 
measure  would  provide  an  index  of  subject  performance  which 
could  be  duplicated  in  any  clinic.  The  result,  therefore, 
would  be  recommendation  of  hearing  aids  which  have  been 
assessed  along  the  same  parameters.  This  would  provide  a 
systematic  and  consistent  approach  to  evaluation  procedures 
rather  than  the  inconsistencies  in  recommendation  which 
currently  occur.  For  example,  assessment  of  performance  of  a 
particular  subject  on  the  same  two  hearing  aids  might  be 
reversed  when  two  different  behavioral  measures  are  employed. 
The  results  of  the  assessment  would  be  used  to  recommend  a 
different  hearing  aid  with  each  behavioral  measure.  -While 
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perhaps  an  extreme  example,  the  point  is  that  the  "behavioral 
measure  can  influence  the  outcome  of  the  hearing  aid  selection 
procedure,  while  our  goal  is  to  select  the  aid  on  the  basis 
of  optimal  subject  performance  alone.  Use  of  standard 
"behavioral  procedures  would  reduce  the  inconsistencies  intro- 
duced by  the  test  procedure. 

A  further  advantage  of  standard  behavioral  measures  is 
that  a  very  thorough  investigation  of  how  electroacoustic 
interactions  affect  the  measure  would  be  possible.  With 
concerted  effort,  the  many  complexities  of  interactions  could 
be  traced  and  related  to  subject  performance.   This  sort  of 
analysis  is  not  available  for  any  behavioral  measure  to  date, 
but  obviously  is  the  most  critical  assessment  that  can  be 
performed  if  the  measure  is  to  be  used  (as  most  are)  to 
influence  the  future  design  characteristics  of  hearing  aids. 

The  final  reason  offered  to  account  for  the  disagreement 
in  research  results  is  poor  test-retest  reliability  of  the 
behavioral  measures  employed.  The  different  characteristics 
that  have  been  related  to  intelligibility  could  be  a  function 
of  the  unreliability  of  the  test  instrument  and,  therefore, 
not  clearly  reflect  the  relationship  between  electroacoustic 
characteristics  and  intelligibility.  The  coefficients  of 
reliability  for  every  measure  used  in  this  study  was  shown  in 
Table  8.   It  is  clear  that  except  for  IMDT8,  SSW  and  SST  high 
coefficients  of  reliability  (r^>.?0)  were  found  in  these  data. 
The  occurence  of  low  coefficients,  however,  indicates  that 
they  can  occur  in  this  type  of  research.   Caution  must  be 
exercised,  in  that  reliability  of  a  behavioral  measure  cannot 
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be  assumed  in  studies  relating  electroacoustic  characteristics 
and  intelligibility.  Although  not  specifically  investigated 
here,  the  reliability  of  a  behavioral  measure  could  change 
when  used  with  different  electroacoustic  interactions.  The 
implication,  therefore,  is  that  a  reliability  coefficient 
should  be  calculated  for  each  behavioral  measure  used  in  a 
study  of  this  sort.  Failure  to  quantify  the  reliability  of 
the  measure  can,  at  least,  confound  and,  at  worst,  invalidate 
the  conclusions  relating  the  measures  to  the  interactions. 
Audiologists  are  often  called  upon  to  recommend  one 
hearing  aid  over  another,  based  upon  evaluation  procedures 
which  involve  a  client's  response  on  behavioral  measures 
designed  to  estimate  and  quantify  speech  intelligibility. 

It  is  clear  that  the  behavioral  measures  studied  in  this 
investigation  were  not  affected  in  the  same  way  by  the  five 
electroacoustic  characteristics.  This  implies  that  the 
estimates  of  intelligibility  derived  from  these  measures 
would  be  different  between  aids,  not  only  because  of  subject 
performance  differences,  but  because  the  test  itself  inter- 
acted differently  with  different  electroacoustic  interactions. 
Estimates  of  a  client's  performance,  therefore,  would  be 
confounded  by  the  test  instrument.  Since  the  audiologist 
is  concerned  with  the  performance  of  the  client  when 
recommending  hearing  aids,  it  behooves  the  clinician  to  use 
behavioral  measures  which  can  be  confidently  interpreted  as 
indices  of  unconfounded  performance. 

One  way  of  reducing  the  uncontrolled  confounding  of 
estimates  of  performance  would  be  to  use  a  standardized  test 
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measure.  The  requirements  of  such  a  measure  would  be  that  it 
he  affected  by  electroacoustic  interaction  differences  and 
that  it  be  reliable.  A  number  of  behavioral  measures 
presumably  meet  these  requirements.  Most,  however,  have  not 
been  analyzed  in  terms  of  what  kinds  of  electroacoustic  inter- 
actions affect  them  and  to  what  degree,  nor  has  there  been 
any  massive  attempt  to  estimate  the  reliability  of  measures 
passed  through  hearing  aids. 

The  results  of  this  study  indicates  that  the  Veterans 
Administration  Discrimination  Test  (YAH),  the  Modified  Rhyme 
Test  (MRT),  the  C.I.D.  Everyday  Sentences:  judged  intelligib- 
ility test  (ESJ),  quality  judgments  (QJ)  and  the  Intermodula- 
tion  Distortion  Test  at  a  signal-to-noise  ratio  of  0  dB 
(IMDTO)  are  sensitive  to  differences  in  electroacoustic 
interactions,  and  are  stable  and  reliable  behavioral  measures. 
The  order  and  strength  of  effect  of  each  electroacoustic 
characteristic  were  different  (KD12  was  most  influential  in 
all  but  IMDTO,  see  Table  11)  in  every  measure.   It  might  be 
assumed,  therefore,  that  each  measure  was  sampling  a  different 
combination  of  electroacoustic  interactions. 

A  possible  application  of  these  data  would  be  to  use  the 
five  behavioral  measures  as  a  test  battery  for  use  in  hearing 
aid  selection  procedures.   Scores  obtained  on  each  measure  by 
a  patient  could  be  analyzed  in  terms  of  the  electroacoustic 
characteristics  which  have  primary  influence  on  each  measure. 
For  example,  a  patient  might  be  given  the  five  tests  through  a 
particular  hearing  aid,  resulting  in  the  following  performance 
scores:  YAH  =  8<$.  MRT  =  86^,  ESJ  =  90^,  QJ  =  70^.' IMDTO  =  68*. 


7^ 


cn.    O- 

jj-     O  ON  w\  xr\. 

.  vo  ca  o 

*-i    *-h  •  •  • 

I      +  +  +  + 


o 

EH 

R 

r-4 

CO 

O 

Q 

O 

t-H 

X 

M 

CM 

ft 

« 

M 

X 

M* 

M 

s 

X 

X 

M 

O 

PQ 
Eh 


So 

WEh  M 
-<  (/}  PQ 

son 

OhH 

XX 
OEH  P 
M  O  2 

§W3 

WOW 

W       Eh 

>  w  w 

M> 
ft  M     « 
Eh  W 
WH  W 

X  wo 

EHS2 

ft  C/J  X 

o     w 

Wft 

W  PQ  ft 
EH  M 
XOP 
OEH 

wao 
Seh 

-*!M  O 

ehs<«; 

""  XX 

iWW 

EH  EH 

XPM 

EH 


8 


ON 


cl 

tn 

tH 

o- 

cn 

GO 

+> 

• 

CO 

c^v 

tH 

o 

0> 

»H 

• 

• 

• 

• 

,a 

1 

+ 

+ 

1 

i 

EH 

CM 

T-H 

O 

tH 

CM 

o 

M 

X 

>-3 

p 

ft 

ft 

X 

w 

Gf 

X 

O 

s 

M 

X 

XT\     ON     On     ON    VO 
00     ^     tH     O     O 


+      + 


t-(     CM     H 


EH 

O 

O     X 


fo    a;   ft    ot 

O     M     g     X 


crt 

CM 

o 

oo 

NO 

ON 

•P 

• 

• 

NO 

CM 

V* 

a> 

rH 

T"H 

• 

• 

• 

.Q 

1 

+ 

1 

EH 

+ 

+ 

CM 

O 

r-i 

Fh 

tH 

M 

X 

O 

CM 

X 

P 

X 

ro 

ft 

ft 

S 

X 
o"n. 

M 

NO 

X 

s 

O 

crt 

ON 

O 

e^ 

00 

C*N 

-P 

• 

• 

NO 

V\ 

r-i 

<i) 

y-i 

tH 

• 

o 

m 

.o 

1 

1 

FH 

t 

+ 

+ 

CM 

O 

tH 

1    *~* 

X 

M 

o 

CM 

«< 

« 

rn 

X 

ft 

ft 

> 

1   X 

X 

M 

*=i 

O 

75 


For  this  particular  patient  and  hearing  aid  the 
inconsistent  scores  would  be  those  derived  from  the  quality 
judgment  material  and  the  Intermodulation  Distortion  Test. 
Reference  to  Table  11  reveals  that  in  order  of  strength  of 
effect  harmonic  distortion,  gain,  maximum  power  output, 
regularity  of  the  frequency  response  curve  and  bandwidth 
combine  to  affect  performance  on  QJ  and  maximum  power  output, 
harmonic  distortion,  bandwidth,  regularity  of  the  frequency 
response  and  gain  affect  IMDTO.   Since  harmonic  distortion 
is  an  influential  variable  on  all  measures  but  IMDTO,  and 
performance  on  VAK,  MRT,  and  ESJ  was  higher  than  QJ  and 
IMDTO,  harmonic  distortion  is  probably  not  affecting  the 
patient's  performance. 

Gain  is  influential  on  QJ  and  ESJ,  but  performance  on 
ESJ  is  not  very  different  than  VAH  and  MRT,  so  gain  is 
probably  not  most  influential  to  this  patient.   In  a  like 
manner  regularity  of  the  frequency  response  and  bandwidth 
can  be  shown  to  not  be  variables  influencing  this  patient's 
performance.  Maximum  power  output,  however,  is  third  in 
influence  on  QJ  and  first  on  IMDTO.   The  same  characteristic 
is  fourth  on  the  other  measures,  and  has  relatively  low 
influence.   A  reasonable  conjecture,  therefore,  would  be  that 
the  patient's  performance  using  the  particular  aid  was 
influenced  by  maximum  pov/er  output.   The  clinician  might  then 
adjust  the  maximum  power  output  and  readminister  the  test 
battery.   For  instance  an  increase  in  maximum  power  output 
might  increase  QJ  to  82^  and  IMDTO  to  79%   leaving  the  other 
scores  about  the  same. 
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Another  aid  using  the  same  subject  might  produce  a 
different  pattern  of  results  with  a  different  characteristic 
having  primary  influence.  The  key  to  selection,  however, 
depends  upon  whether  the  influential  characteristic  can  be 
adjusted  to  the  point  where  scores  on  the  measure  sensitive 
to  the  particular  characteristic  become  consistent  with  the 
other  obtained  scores. 

The  possibility  exists,  of  course,  that  because  of  inter- 
actions among  characteristics  a  change  in  one  will  change  how 
the  other  characteristics  affect  the  behavioral  measures.   In 
this  sense  a  method  of  minimal  changes  must  be  employed, 
wherein,  adjustments  are  made  on  characteristics  so  that  other 
characteristics  are  minimally  affected. 

Of  course  if  low  scores  are  obtained  on  all  measures, 
either  the  patient  cannot  effectively  use  amplification  or 
is  sensitive  to  parameters  of  intelligibility  not  represented 
by  the  five  measures. 

High  scores  on  all  of  the  measures  indicates  that  no 
presented  combination  of  electroacoustic  characteristics 
adversely  affects  the  patient's  ability  to  perceive  speech. 
This  strategy  is  hypothetical,  but  serves  to  suggest  a 
way  in  which  information  concerning  the  relationship  between 
electroacoustic  interactions  can  be  systematized  and  practically 
used  in  hearing  aid  selection  procedures.  Evaluations  of 
patient  performance  on  behavioral  measures  passed  through 
hearing  aids  are  presently  inconsistent  and,  may  be  invalid. 
An  outline  for  change  is  needed;  what  is  described  might  serve 
as  a  first  step  toward  such  a  plan. 
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Implications  to  Further  Research 

The  results  of  this  investigation  suggest  some  directions 
that  further  research  may  take. 

The  statistical  analysis  could  be  confirmed  and  precision 
increased  with  the  following  amendments.  While  the  results 
of  this  investigation  were  cross  validated  in  a  modified 
fashion,  a  traditional  cross  validation  employing  another 
sample  of  subjects  is  believed  to  be  necessary  before 
absolute  confidence  can  be  placed  in  the  predictive  worth  of 
the  multiple  regression  coefficients  and  beta  weights. 
Another,  larger  sample,  should  also  be  drawn  and  subjected  to 
the  same  test  materials  to  reduce  the  chance  of  bias  intro- 
duced by  a  low  subject-to-independent  variable  ratio.  A  ratio 
of  10  to  1  is  believed  to  be  reasonable.   While  provisions 
were  made  in  the  present  study  for  a  low  ratio,  it  would  be 
of  interest  to  test  the  estimates  generated  by  the  provisional 
techniques  against  completely  unbiased  results.  Finally,  a 
larger  sample  would  permit  inclusion  of  more  independent 
variables  into  the  regression  analyses.  The  factor  technique 
employed  in  this  study  may  have  capitalized  upon  chance  high 
factor  loadings.   Inclusion  of  some  of  the  other  variables 
with  high  loadings  could  reduce  these  chance  effects. 

The  degradation  of  the  behavioral  measures  in  this  study 
was  speech  spectrum  noise  at  specific  signal-to-noise  ratios. 
These  ratios  were  arbitrarily  selected  to  avoid  an  expected 
ceiling  effect  of  the  better  fidelity  hearing  aids.   Other 
ratios  and  other  kinds  of  interference  such  as  intellective 
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masking  or  environmental  noises  might  be  tried  to  approximate 
various  listening  environments.   Such  information  would  be 
important  to  determine  if  different  electroacoustic  inter- 
actions affect  intelligibility  in  different  noise  environ- 
ments frequented  by  a  hearing  aid  user. 

It  would  be  very  important  to  perform  this  same  type 
of  experiment  with  various  sorts  of  hearing  impaired 
individuals.  Jerger  and  Thelin  (1968)  asserted  in  a  paper 
comparing  normal  and  hearing  impaired  individuals  responses 
to  hearing  aid  amplified  speech,  that  persons  with  flat 
sensorineural  losses  approximated  normal  hearing  responses, 
however,  a  decreasing  correlation  existed  with  increasing 
audiometric  slope.  From  these  results  they  concluded  that 
"one  cannot  generalize  from  behavioral  results  on  normals  to 
behavioral  results  on  all  hearing  impaired  subjects"  (Jerger 
and  Thelin,  1968  p.  175). 

It  is  suggested  here  that  Jerger  and  Thelin' s  statement 
may,  indeed,  be  the  case  and  that  the  electroacoustic  inter- 
actions found  to  be  important  to  normals  may  not  have  the 
same  relationships  in  various  hearing  impaired  individuals. 

The  behavioral  measures  employed  in  this  study  were 
chosen  on  the  basis  of  accessability  and  representation  of 
the  major  types  of  measures.   The  selection  was  in  no  way 
inclusive  of  all  of  the  behavioral  measures  employed  in 
hearing  aid  selection  procedures.   It  would  be  important  to 
perform  the  analyses  suggested  in  this  study  on  the  majority 
of  routinely  employed  measures.   Statements  as  to  sensitivity 
to  electroacoustic  interaction  and  reliability  could,  then, 
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be  consolidated  across  most  measures  and,  therefore,  begin 
to  provide  comprehensive  data  on  all  tests  routinely  employed 
in  hearing  aid  evaluation. 

The  hearing  aids  employed  in  this  study  represented  a 
limited  sample  of  the  range  of  electroacoustic  characteristics: 
It  would  be  important  to  use  a  larger  number  of  hearing  aids 
in  order  to  include  a  greater  number  of  possible  electro- 
acoustic  interactions.   A  larger  sample  would  also  increase 
the  confidence  that  regression  predictions  v/ere  made  upon  a 
representative  sample  of  the  entire  hearing  aid  population. 


CHAPTER  ^ 
SUMMARY  AND  CONCLUSIONS 


Audiologists  are  often  called  upon  to  recommend  hearing 
aids  for  their  clients.   The  evaluative  procedures  used  to 
make  these  recommendations  involve  the  client's  performance 
on  behavioral  measures  designed  to  estimate  and  quantify 
speech  intelligibility.   It  is  documented  in  the  research 
literature  that  electroacoustic  characteristics  of  hearing 
aids  can  affect  speech  intelligibility,  however,  there  is 
disagreement  as  to  which  characteristics  have  the  most  profound 
affect.   Reasons  conjectured  for  the  disagreement  include 
(1)  behavioral  measure  unreliability,  (2)  inadequate 
assessment  of  electroacoustic  interactions,  and  (3)  use  of 
behavioral  measures  which  are  affected  by  different  electro- 
acoustic characteristics  and/or  interactions. 

In  order  to  test  the  validity  of  these  conjectures 
forty-two  discrete  electroacoustic  measurements  were  made  on 
each  of  ten  hearing  aids.   Ten  behavioral  measures  C-.I.D. 
W-22  Word  Lists  (CID),  V.A.  Discrimination  Test  (YAH), 
Modified  Rhyme  Test  (MRT),  a  synthetic  sentence  test  (SST), 
C.I.D.  Everyday  Sentences:  judged  intelligibility  (ESJ)  and 
write  down  response  (ESV/) ,  a  quality  judgment  passage  (QJ)  and 
the  Intermodulation  Distortion  Test  at  three  S/Ns  (IMDTO,  -^,-8)) 
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were  recorded  through  the  same  aids,  degraded  with  speech 
spectrum  noise  and  presented  to  ten  normal  hearing  listeners. 

Except  for  the  synthetic  sentence  test,  C.I.D.  Everyday 
Sentences:  write  down  response  and  the  Intermodulation 
Distprtion  Test  (-8  dB)  all  of  the  behavioral  measures  had 
coefficients  of  reliability  >  .75   and  were,  therefore, 
concluded  to  be  stable  estimates  of  speech  intelligibility. 

High  inter-correlations  between  electroacoustic 
measurements  was  interpreted  to  imply  that  characteristics 
are  not  truly  independent  and  each  represents  the  moment-to- 
moment  interactions  with  all  of  the  other  characteristics. 
The  supposition,  therefore,  that  interaction  effects  upon 
speech  intelligibility  requires  a  systematic  appraisal  was 
confirmed.  Assessment  of  unitary  characteristics,  apart  from 
interactions  with  other  characteristics,  was  determined  to  be 
unrealistic  and,  perhaps,  misleading. 

Five  factors  labelled  harmonic  distortion,  maximum  power 
output,  bandwidth,  gain  and  regularity  of  frequency  response 
were  extracted  from  the  electroacoustic  measurements. 
Comparison  of  beta  weights  produced  by  a  multiple  regression 
between  the  five  factors  and  each  behavioral  measure  showed 
that  each  behavioral  measure  v/as  affected  by  the  factors  in  a 
different  order  and  v/ith  different  strength.   The  supposition 
that  behavioral  measures  are  affected  by  relatively  different 
electroacoustic  interactions  was,  therefore,  confirmed  in 
these  data.   Comparison  of  research  results,  based  upon 
different  behavioral  measures,  was  decided  to  be  inappropriate 
and,  maybe,  misleading,  because  the  sensitivity  of  different 


"B2 


measures  to  electroacoustic  interactions  do  not  appear  to  be 
equivalent. 

On  the  "basis  of  the  multiple  regression  analysis,  cross 
validation  and  reliability  coefficients,  the  Veterans 
Administration  Discrimination  Test,  the  Modified  Rhyme  Test, 
G.I.D,  Everyday  Sentences:  judged  intelligibility,  quality 
judgments  and  the  Intermodulation  Distortion  Test  (0  dB)  v/ere 
determined  to  be  stable  and  reliable  estimates  of  speech 
intelligibility. 

An  approach  to  hearing  aid  selection  procedures  was 
suggested  which  employed  a  battery  of  behavioral  measures 
made  up  of  the  reliable  and  stable  measures  in  these  data. 
The  approach  used  knowledge  of  differential  sensitivity  of 
behavioral  measures  to  electroacoustic  interactions  to  predict 
speech  intelligibility  through  a  hearing  aid. 

Finally,  implications  to  further  research  were  outlined 
and  included  replication,  cross  validation,  use  of  other 
behavioral  measures,  utilization  of  other  hearing  aids, 
employment  of  other  degradations  of  the  behavioral  measures, 
and  use  of  subjects  having  various  types  and  degree  of  hearing 
impairment . 
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FREQUENCY  RESPONSE  CURVE  OF  AID  NUMBER  TWO 
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FREQUENCY  RESPONSE  CURVE  OF  AID  NUMBER  THREE 
USING  THE  2  CC  COUPLER 
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FREQUENCY  RESPONSE  CURVE  OP  AID  NUMBER  FOUR 
USING  THE  2  CC  COUPLER 
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FREQUENCY  RESPONSE  CURVE  OF  AID  NUMBER  FIVE 
USING  THE  2  CC  COUPLER 
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FREQUENCY  RESPONSE  CURVE  OP  AID  NUMBER  SIX 
USING  THE  2  CC  COUPLER 
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FREQUENCY  RESPONSE  CURVE  OF  AID  NUMBER  SEVEN 
USING  THE  2  CC  COUPLER 
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FREQUENCY  RESPONSE  CURVE  OP  AID  NUMBER  EIGHT 
USING  THE  2  CC  COUPLER 
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FREQUENCY  RESPONSE  CURVE  OF  AID  NUMBER  NINE 
USING  THE  2  CC  COUPLER. 
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FREQUENCY  RESPONSE  CURVE  OF  AID  NUMBER  TEN 
USING  THE  2  CC  COUPLER 
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STIMULUS  MATERIALS  COMPRISING 
THE  ESKAVIORAL  MEASURES 
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C.I.D.  W-22  WORD  LISTS 


List  A 


List  C 


i.  an 
2.  yard 
3*  carve 

4.  us 

5.  day 

6.  toe 

7.  fe.lt 

8.  stove 

9.  hunt 

10.  ran 

11.  knees 

12.  not 
13*  mew 
14.  low 
15 •  owl 

16.  it 

17.  she 

18.  high 

19.  there 

20.  earn 

21.  twins 

22.  could 

23.  what 

24.  bathe 

25.  ace 


26.  you 

27.  as 

28.  wet 

29.  chew 

30.  see 

31.  deaf 

32 .  them 

33.  give 

34.  true 
35«  isle 

36.  or 

37.  law 

38.  me 

39.  none 

40.  jam 

41.  poor 

42.  him 

43.  skin 

44.  east 

45.  thing 

46.  dad 

47.  up 

48.  bells 

49.  wire 

50.  ache 


1. 
2. 

3. 

4. 

5. 

6. 

7. 

8. 

9. 
10. 
11. 
12. 

13. 
14. 

15. 
16. 
17. 
18. 
19. 
20. 
21. 
22. 

23. 

24. 

25. 


felt 

bells 

owl 

jam 

what 

them 

isle 

bathe 

none 

it 

up 

stove 

an 

not 

skin 

us 

earn 

deaf 

wet 

as 

or 

there 

east 

knees 

carve 


26.  yard 

27.  thing 

28.  ran 

29.  law 

30.  high 
31«  chew 
32.  me 
33«  ace 
34.  see 
35«  mew 
36o  him 

37.  day 

38.  ache 

39.  hunt 

40.  you 

41.  she 

42.  dad 

43.  true 

44.  could 

45.  give 

46.  low 

47.  poor 

48.  twins 

49.  wire 

50.  toe 
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V.A.  HOSPITAL  DISCRIMINATION  TEST 


List  A 


List  C 


1 .  reed 

2.  gun 

3.  light 

4.  deck 
5»  then 

6 .  king 

7.  cap 
8  e  work 
9»  not 

10.  rule 

11.  fan 

12.  hive 

13.  call 

14.  moon 

15.  tough 

16.  might 

17.  foam 

18.  ride 

19.  days 

20.  hook 

21.  less 

22.  time 

23.  bad 

24.  base 

25.  knit 


26.  good 

27.  right 

28.  well 
29 •  tune 

30.  gum 

31.  mock 

32.  heat 
33*  rain 
34.  cut 
35 0  tell 

36.  bus 

37.  fawn 

38.  wet 

39.  kid 

40.  lamb 

41.  those 

42.  robe 

43.  need 

44.  soap 
A5.  life 

46.  hit 

47.  bell 

48.  five 

49.  dark 

50.  keen 


1 .  robe 

2.  foam 

3.  cut 

4.  wet 
5«  tune 

6.  knit 

7.  fan 

8.  moon 

9.  call 

10.  not 

11.  soap 

12.  those 

13.  hive 

14.  ride 

15.  five 

16.  time 

17.  tell 

18.  heat 
19»  work 

20.  gum 

21.  rule 

22.  then 

23.  life 

24.  need 

25.  light 


26.  fawn 

27.  dark 

28.  lamb 

29.  bad 

30.  hook 

31.  well 

32.  base 

33.  gun 

34.  less 
35*  deck 
36.  cap 
37»  reed 

38.  mock 

39.  keen 

40.  hit 

41.  good 

42.  bell 

43.  kid 

44.  right 

45.  tough 

46.  might 

47.  king 

48.  rain 

49.  bus 

50.  days 
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MODIFIED  RHYME  TEST 


List  A 


List  C 


1.  sing 

2.  book 
3»  nest 
4.  kith 
5*  pun 

6.  fill 

7.  foil 

8.  bust 

9.  jig 

10.  sake 

11.  kit 

12.  came 

13.  sold 

14.  map 
15 •  gale 

16.  raw 

17.  dent 

18.  page 

19.  fame 

20.  duck 

21.  rave 

22.  will 

23.  pass 

24.  peel 

25.  bun 


26.  hear 

27.  sad 

28.  sun 

29.  kick 

30.  cut 

31.  peace 

32.  way 

33.  ten 

34.  meat 

35.  sip 

36.  dig 

37.  teach 

38.  sud 

39.  pill 

40.  led 

41.  top 

42.  late 

43.  bean 

44.  rang 

45.  seep 

46.  hark 

47.  pin 

48.  tab, 

49.  bat 

50.  hot 


1.  top 

2.  pin 

3.  bat 

4.  hot 
5»  cut 
6.  peace 

7-  jig 

8.  sake 

9.  fame 

10.  duck 

11.  sud 

12.  tab 
13*  raw 

14.  pill 

15.  ten 

16.  kick 

17.  foil 

18.  bust 

19.  sold 

20.  map 

21.  way 

22.  book 

23.  fill 

24.  dent 

25.  pass 


26.  bean 

27.  meat 

28.  came 

29.  seep 

30.  hark 

31.  peel 

32.  gale 

33.  rang 

34.  rave 

35.  will 

36.  page 

37.  teach 

38.  led 

39.  hear 

40.  sad 

41 .  sun 

42.  pun 

43.  late 

44.  sin 

45.  dig 

46.  nest 

47.  kit 

48.  kith 

49.  sing 

50.  bun 
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THIRD-ORDER  SYNTHETIC  SENTENCE  MESSAGE  SETS 


List  A 

1.  Small  boat  with  a  picture  has  become 

2.  Built  the  government  with  the  force  almost 

3.  Go  change  your  car  color  is  red 

4.  Forward  march  said  the  boy  had  a 

5.  March  around  without  a  care  in  your 

6.  That  neighbor  who  said  business  is  better 

7.  Battle  cry  and  be  better  than  ever 

8.  Down  by  the  time  is  real  enough 

9.  Agree  with  him  only  to  find  out 

10.  Women  view  men  with  green  paper  should 


List  C 

1.  March  around  without  a  care  in  your 

2.  Built  the  government  with  the  force  almost 

3.  Women  view  men  with  green  paper  should 
^.  Down  by  the  time  is  real  enough 

5.  Go  change  your  car  color  is  red 

6.  Small  boat  with  a  picture  has  become 

7.  That  neighbor  who  said  business  is  better 

8.  Forward  march  said  the  boy  had  a 

9.  Battle  cry  and  be  better  than  ever 
10.  Agree  with  him  only  to  find  out 


w 


C.I.D.  EVERYDAY  SENTENCES 
JUDGED  INTELLIGIBILITY 


List  A 

*•  It's  time  to  go. 

2.  If  you  don't  want  these  old  magazines,  throw  them  out. 

3.  Do  you  want  to  wash  up? 

4.  It's  a  real  dark  night  so  watch  your  driving. 
5«  I'll  carry  the  package  for  you. 

6.  Did  you  forget  to  shut  off  the  water? 

7.  Fishing  in  a  mountain  stream  is  my  idea  of  a  good  time 
8*  Fathers  spend  more  time  with  their  children  than 

they  used  to. 
9«  Be  careful  not  to  break  your  glasses  I 
10.  I'm  sorry. 


List  G 

1.  I'll  carry  the  package  for  you. 

2.  If  you  don't  want  these  old  magazines,  throw  them  out. 
3-  I'm  sorry. 

4.  Fathers  spend  more  time  with  their  children  than 
they  used  to. 

5.  Do  you  want  to  wash  up? 

6.  It's  time  to  go. 

7.  Did  you  forget  to  shut  off  the  water? 

8.  It's  a  real  dark  night  so  watch  your  driving. 

9-  Fishing  in  a  mountain  stream  is  my  idea  of  a  good  time. 
10.  Be  careful  not  to  "break  your  glasses! 


C.I.D.  EVERY  DAY  SENTENCES  -  WRITE  DOWN  RESPONSE 


List  A 

1.  Believe  me I 

2.  Let's  get  a  cup  of  coffee. 

3.  Let's  get  out  of  here  before  it's  too  late. 
**•  I  hate  driving  at  night. 

5-  There  was  water  in  the  cellar  after  that  heavy  rain 
yesterday. 

6.  She'll  only  be  gone  a  few  minutes . 

7.  How  do  you  know? 

8.  Children  like  candy. 

9.  If  we  don't  get  rain  soon,  we'll  have  no  grass. 
10.  They're  not  listed  in  the  new  phone  book. 


List  C 

*•  II  we  don' t  get  rain  soon,  we'll  have  no  grass. 

2*  *  hate  driving  at  night. 

3»  Let's  get  a  cup  of  coffee. 

4-.  Believe  me  I 

5-  Let's  get  out  of  here  before  it's  too  late. 

6.  They're  not  listed  in  the  new  phone  book. 

7»  Children  like  candy. 

8-  There  was  water  in  the  cellar  after  that  heavy  rain 

yesterday. 
9.  How  do  you  know? 
10*  She'll  only  be  gone  a  few  minutes . 


PASSAGE  FOR  QUALITY  JUDGMENTS 


Frost  need  not  have  a  multitude  of  crystal  structures. 
Each  object  on  which  it  appears  is  unique,  and  each  drama- 
tically alters  the  appearance  of  the  frost  itself.  Nowhere 
are  the  pure  crystalline  forms  as  striking  as  on  the  surface 
of  frozen  streams  and  ponds  where  clusters  of  fernlike  frost 
lie  like  jeweled  fossils  embedded  in  ice.  And  on  the  window- 
panes,  especially  in  unheated  rooms,  irregularities  in  the 
glass,  dust  particles,  swirling  currents  of  air  and  the  melting 
and  refreezing  of  the  crystals  produce  frost  ferns,  and 
feathers,  flowers,  shells  and  stars. 


APPENDIX  C 


INSTRUCTIONS  TO  SUBJECTS  FOR  THE 
BEHAVIORAL  MEASURES 
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INSTRUCTIONS  FOR  W-22  AND 
YAH  MIAMI  WORD  LISTS 


Your  attention  please.  This  is  a  test  to  see  how  well 
you  can  hear  words  in  a  background  of  noise.  On  your  answer 
sheet  there  are  blank  spaces  numbered  one  through  fifty.   I 
will  say  a  word  for  each  blank.  You  are  to  decide  what  word 
I  said  and  write  it  in  the  blank.   If  you  are  not  sure  of  a 
word,  guess.  Leave  no  blanks.  For  example i  for  number  one 
you  might  hear,  "number  one,  write  the  word  ham."  You 
would  then  write  the  word  "ham"  in  the  blank  space  numbered 
one,  and  so  on.  Some  of  the  words  will  be  difficult  to  hear, 
listen  carefully  and  remember,  leave  no  blank  spaces.  You 
will  have  only  five  seconds  to  write  the  word,  so  write 
quickly.  Are  there  any  questions? 


TUT 


INSTRUCTIONS  FOR  THE  MODIFIED  RHYME  TEST 

Your  attention  please.  This  is  a  test  to  see  how  well 
you  can  hear  words  in  a  background  of  noise.  There  are  fifty 
numbered  blocks  on  your  answer  sheet.  In  each  block  there 
are  six  words.  The  speaker  will  say  the  number  of  the  block 
and  then  the  test  word.  Listen  carefully  and  decide  which 
word  in  the  block  was  spoken  and  draw  a  line  through  it.  For 
example,  the  speaker  might  say:  -number  one,  you  will  mark  the 
blank  please,"  you  would  then  cross  out  the  word  said  in  block 
number  one  and  so  on.  Some  of  the  words  will  be  difficult  to 
hear,  if  you  are  not  sure  of  a  word,  take  a  guess.  Leave  no 
block  unmarked.  You  will  have  about  five  seconds  to  mark  the 
word  so  work  quickly.  Are  there  any  questions? 
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INSTRUCTIONS  FOR  SYNTHETIC  SENTENCES 

This  is  a  test  to  see  how  well  you  can  hear  sentences 
in  a  background  of  noise.  First,  however,  I  want  you  to 
practice  listening  to  the  sentences  that  will  be  used  in  the 
test.  Do  nothing,  just  listen (present  practice  sentences) 

Now  get  ready  for  the  test.  There  are  ten  sentences  in 
the  test.  On  your  answer  sheet  there  are  ten  blank  spaces. 
The  speaker  will  say  the  number  of  the  blank  and  then  a 
sentence.  Listen  carefully  and  decide  what  sentence  was 
spoken.  Write  the  sentence  in  the  blank  space.  Some  of  the 
sentences  will  be  difficult  to  hear.   If  you  are  not  sure  of 
a  sentence,  guess.  Leave  no  empty  blanks. 

PRACTICE  SENTENCES i 

1.  GO  CHANGE  YOUR  CAR  COLOR  IS  RED 

2.  AGREE  WITH  HIM  ONLY  TO  FIND  OUT 

3.  DOWN  BY  THE  TIME  IS  REAL  ENOUGH 

**-.  MARCH  AROUND  WITHOUT  A  CARE  IN  YOUR 

5.  FORWARD  MARCH  SAID  THE  BOY  HAD  A 

6.  BATTLE  CRY  AND  BE  BETTER  THAN  EVER 

7.  BUILT  THE  GOVERNMENT  WITH  THE  FORCE  ALMOST 

8.  THAT  NEIGHBOR  WHO  SAID  BUSINESS  IS  BETTER 

9.  SMALL  BOAT  WITH  A  PICTURE  HAS  BECOME 
10.  WOMEN  VIEW  MEN  WITH  GREEN  PAPER  SHOULD 


.05 


INSTRUCTIONS  FOR  C.I.D.  EVERYDAY  SENTENCES 
JUDGED  INTELLIGIBILITY 


This  test  will  be  used  to  determine  how  well  you  can 
hear  sentences  in  a  background  of  noise.  There  are  ten 
sentences  in  the  test.   On  your  answer  sheet  there  are  ten 
blank  spaces.  The  speaker  will  say  the  number  of  the  blank 
and  then  a  sentence.  Listen  carefully  and  decide  how  well 
you  understood  the  sentence  (0-100$).   If  you  do  not  under- 
stand any  of  the  sentence  put  zero  percent  in  the  blank  for 
that  sentence.   If  you  understood  the  sentence  completely 
put  one  hundred  percent  in  the  blank.   If  you  understood  just 
part  of  a  sentence,  decide  what  percent  you  understood  and 
put  that  in  the  blank.  Some  of  the  sentences  will  be  difficult 
to  understand,  so  listen  carefully.   Decide  on  a  percent  for 
each  sentence,  leave  no  empty  blanks.  You  will  have  five 
seconds  to  write  the  percentage.  Are  there  any  questions? 
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INSTRUCTIONS  FOR  G.I.D.  EVERYDAY  SENTENCES 
WRITE  DOWN  RESPONSE 


Your  attention  please.  This  is  another  test  to  see  how 
well  you  can  hear  sentences  in  a  background  of  noise.  There 
are  ten  sentences  in  the  test.   On  your  answer  sheet  there 
are  ten  blank  spaces.  The  speaker  will  say  the  number  of  the 
blank  and  then  a  sentence.  Listen  carefully  and  decide  what 
sentence  was  spoken.  Then  write  the  sentence  in  the  blank. 
Some  of  the  sentences  will  be  difficult  to  hear,  if  you  are 
not  sure  of  a  sentence,  guess.  Leave  no  empty  blanks.  You 
will  have  fifteen  seconds  to  write  each  sentence.  Are  there 
any  questions? 
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INSTRUCTIONS  FOR  QUALITY  JUDGMENTS 


Your  attention  please.  This  is  a  test  to  determine  the 
relative  understandability  of  paragraphs  in  a  background  of 
noise.  There  are  nine  items  on  your  answer  sheet.  For  each 
item  you  will  hear  two  paragraphs  in.  a  background  of  noise. 
Listen  carefully  and  decide  which  paragraph  is  more  under- 
standable to  you.  Circle  first  or  second  paragraph  to  indicate 
your  preference.  For  example,  if  you  decide  for  item  number 
one  that  the  second  paragraph  is  more  understandable  than  the 
first,  circle  the  word  "second"  and  so  on.  You  will  have  only 
five  seconds  to  make  your  decision,  so  work  quickly.  Are 
there  any  questions? 
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INSTRUCTIONS  FOR  INTERMODULATION  TEST 

Your  attention  please.  This  is  a  test  to  see  how  well 
you  can  hear  the  difference  between  two  sounds  in  a  back- 
ground of  noise.  There  are  thirty  items  on  your  answer  sheet. 
For  each  item  you  will  hear  two  short  sounds  in  a  background 
of  noise.  Listen  carefully  and  decide  whether  you  heard  the 
distorted  or  undistorted  sound  first.  Circle  the  word 
distorted  or  undistorted  for  each  item.  For  example i  for 
number  one  you  might  decide  that  the  first  sound  was  the 
distorted  one.  You  would  then  circle  "distorted"  for  item 
number  one.   For  item  number  two  you  might  decide  that  the 
first  sound  was  the  undistorted  one.  You  would  then  circle 
"undistorted"  for  number  two  and  so  on. 

Make  a  decision  for  each  item,  leave  no  uncircled  items. 
You  will  have  five  seconds  to  make  your  decision.  Are  there 
any  questions? 


APPSNDIX  D 
SAMPLE  SUBJECT  RESPONSE  FORMS 
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C.I.D.  W-22  WORD  LIST  Name 


Write  the  words  you  think  you  hear  in  the  blanks.  If  you 
are  not  sure  of  a  word,  guess*  Leave  no  empty  blanks. 


1. 

26. 

2. 

27. 

3. 

28. 

4. 

29. 

5. 

30. 

6. 

31. 

7. 

32. 

8. 

33. 

9. 

34. 

10. 

35. 

11. 

36. 

12. 

37. 

13. 

38. 

14. 

39. 

15. 

40. 

16. 

41. 

17. 

42. 

18. 

43. 

19. 

44. 

20. 

45. 

21. 

46. 

22.. 

47. 

23. 

48. 

24. 

49. 

25. 

50. 

*    A    * 

-LJ.1 


VAH  MIAMI  WORD  LIST  Name 


Write  the  words  you  think  you  hear  in  the  empty  blanks. 
If  you  are  not  sure  of  a  word,  guess*  Leave  no  empty  blanks. 

1» 26. 

2. ^  27. 

3.      28.        

4.__ __ 29. 

5. __ 30.        

6.. 31. 

7.     32. ' 

8. _____  33. 

9. : 34. 

10. 35. 

11. 36. 

12. 37. 

13.  38. 

-4.  39. 

15. : 40. 

16.  M. 

17.  42. 

18.        43. 

19.          44. 

20.  45. 

21.  46. 

22.  47. 

23.  48. 

24.  49._ 

25. 50. 
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MODIFIED  RHYME  TEST 


Name 


Draw  a  line  through  the  word  in  each  block  that  you  think 
you  hear.   If  you  are  not  sure  of  a  word,  guess.  Leave  no 
block  unmarked. 


1. 
sing  sit 
sin   sill 
sip   sick 


6. 
fin   fig 
fit   fib 
fill  fizz 


11. 
bit  'hit 
sit   wit 
fit   kit 


16. 
raw   saw 
paw   thaw 
jaw   law 


21 

9 

rake 

rave 

ray 

raze 

rate 

race 

26 

ft 

heath 

heat 

heave 

hear 

heal 

heap. 

i 

31. 
peace  peak 
peach  peat 
peal  peas 

1   36 
dip 
dim 
dig 

din 
did 
dill 

2. 

look 

shook 

cook 

took 

hook 

book 

7. 

toil 

boil 

foil 

soil 

coil 

oil 

12. 
came  cape 
cane  cake 
cave  case 

17. 
rent  went 
dent  sent 
tent  bent 

22. 

bill  hill 
fill  will 
kill  till 

27. 

sag   sack 
sat   sass 
sap   sad 

32. 

pay 

way 

gay 

may 

say 

day 

37. 

team 

teak 

tease 

tear 

teach 

teal 

3. 
vest  rest 
nest  test 
best  west 


8. 
rust  must 
just  gust 
dust  bust 


13 

hold 

cold 

fold 

gold 

told 

sold 

18 

, 

pace 

pale 

page 

pay 

pave 

pane 

33 

* 

den 

pen 

hen 

men 

ten 

then 

38. 
sub   sun 
sung  sup 
sud   sun 


kill  'kid 
kit   king 
kith  kiss 


5. 

DUtt 

puff 

pub 

pun 

pup 

PUg 

9 

rig 
wig 
jig 

Pig 
big 

fig 

14 

mass 
math 
mad 

• 

map 
man 
mat 

10. 
sane  save 
safe  same 
sale  sake 


15. 
sale  pale 
gale  bale 
male  tale 


19. 
came  game 
name  fame 
same  tame 

. —     »i 

20. 
dub   dull 
dun   duck 
dud   dug 

',r 

2k. 
keel  peel 
reel  eel 
feel  heel 

25. 

bus   bun 
buff  buck 
bug   but 

29. 
tick  pick 
sick  wick 
lick  kick. 

30. 
cuff  cup 
cud  /cub 
cuss  cut 

3*. 

35. 

seat  beat 

dip   hip 

meat  heat 

rip   sip 

feat  neat 

lip   tip 

• 

39. 

ko... 

pig   pill 

fed   red 

pin   pick 

shed  wed 

pip   pit 

bed   led 
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"■"'■ 

41. 

mop 

shoj 

top 

hop 

cop 

pop 

46.   " 

park 

dark 

mark 

hark 

lark 

hark 

42. 
lane  lame 
lace  lay- 
lake  late 


. 

pin 
sin 

47. 
din 
tin 

fin 

win 

43. 
beach  heat 
bean  "beak 
head  beam 


48. 
tab   tang 
tan   tarn 
tack  tap 


44. 
sang  hang 
gang  bang 
rang  fang 


49. 
bath  back 
bat   ban 
base  bad 


45. 
seep  seed 
seem  seethe 
seen  seek 

■ 

50. 
hot   not 
tot   got 
lot   pot 

TfV 


FORM  C 


MODIFIED  RHYME  TEST 


Name 


Draw  a  line  through  the  word  in  each  block  that  you  think 
you  hear.  If  you  are  not  sure  of  a  word,  guess.  Leave  no 
block  unmarked. 


1 

e 

mop 

shop 

top 

hop 

cop 

pop 

s: 

peace  peak 
peach  peat 
peal  peasj 


11 

sub 

sung 

sud 

0 

sun 
sup 

sum 

16 
tick 
sick 
lick 

• 

pick 
wick 
kick 

21 
pay 
gay 
say 

• 

way 
may 
day 

26 

i 

beach 

beat 

bean 

beak 

bead 

beam 

31 

• 

keel 

peel 

reel 

eel 

feel 

heel 

36 

• 

pace 

pale 

page 

Pay 

pave 

pane 

2 

• 

pin 

din 

sin 

tin 

fin 

win 

^ _  ■ 

7 

a 

rig 

Pig 

wig 

big 

Jig 

fig 

12 

• 

tab 

tang 

r 

tan 

tarn 

tack 

tap 

3 

* 

bath 

back 

bat 

ban 

bass 

bad 

1 

__ — — 

Jf. 

hot 

not 

tot 

got 

lot 

pot 

8 
sane 
safe 
sale 

• 

save 
same 
sake 

13 
raw 
paw 
jaw 

ft 

saw 

thaw 

law 

game 
fame 
tame 


'5 

— 
• 

cuff 

cup 

cud 

cub 

cuss 

cut 

10 

■ 
• 

dub 

dull 

dun 

duck 

dud 

du§  „ 

17 
toil 

'boil 

foil 

soil 

coil 

oil 

22 

. 

look 

shook 

cook 

took 

hook 

book 

27 

. 

seat 

beat 

meat 

heat 

feat 

neat 

32 

. 

sale 

pale 

gale 

bale 

male 

tale 

18 
rust 
just 
dust 

0 

must 
gust 
bust 

23 

fin 
fit 
fill 

fig 
fib 
fizz 

i 

28 
came 
cane 
cave 

cape 
cake 
case 

33 

sang 
gang 
rang 

s 

hang 
bang 
fang 

37 

, 

team 

teak 

tease 

tear 

teach 

teal 

19 

. 

hold 

cold 

fold 

gold 

told 

sold 

zh 

* 

rent 

went 

dent 

sent 

tent 

bent 

den 
hen 
ten 


15. 


pen 
men 
then 


20, 

mass 
math 
mad 


map 
man 
mat 


29. 
seep 
seem 
seen 


seed 

seethe 

seek 


25- 


pan 
pad 
pat 


pang 
pass 
path 


30. 
park 
mark 
lark 


dark 
bark 
hark 


38 
fed 

» 
red 

shed 

wed 

bed 

led 

3* 
rake 
ray 
rate 

rave 
raze 
race 

39 
heath 
heave 
heal 

heat 
hear 
heap 

35 

a 

bill 

hill 

fill 

will 

kill 

till 

40 

. 

sag 

sack 

sat 

sass 

sap 

sad 
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FORM  C 


41. 
gun   nun 
run   sun 
"bun   fun 

46. 
vest  rest 
nest  test 
"best  west 

42. 

putt 

pufi 

pub 

pun 

pup 

PUS 

4?. 

bit 

hit 

sit 

wit 

fit 

kit 

*3. 

44. 

lane  lame 

dip   hip 

lace  lay 

rip   sip 

lake  late 

lip   tip 

48. 
kill  kid 
kit   king 
kith  kiss 


49. 
sing  sit 
sin   sill 
sip   sick 


45 

0 

dip 

din 

dim 

did 

dig 

dill 

50 

• 

bus 

bun 

buff 

buck 

bus 

but 
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SYNTHETIC  SENTENCES  Name 


Write  the  sentences  you  think  you  hear  in  the  blanks.  If 
you  are  not  sure  of  a  sentence,  guess.  Leave  no  empty  blanks. 


1.. 

2«. 
3.. 

K 

5.. 
6.. 
7._ 

8*. 
9._ 
10. 


11? 


C.I.D.  EVERYDAY  SENTENCES         Name. 
judged  intelligibility 


Write  the  percent  of  the  sentence  that  you  think  you 
understand  (0-100^).  Make  a  decision  for  each  sentence. 


1. 

% 

2. 

% 

3. 

% 

4. 

% 

5. 

% 

6. 

% 

7. 

% 

8. 

% 

9. 

"* 

10. 

f° 

C.I.D.  EVERYDAY  SENTENCES  Name 


Write  the  sentences  you  think  you  hear  in  the  blanks.  If 
you  are  not  sure  of  a  sentence,  guess*  Leave  no  empty  blanks. 


1.. 
2V 

3.. 

**: 
5.. 

7. 


9.. 
10. 
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QUALITY  JUDGMENTS  Name 


Circle  the  word  first  or  second  to  indicate  which 
paragraph  was  most  understandable.  Make  a  decision  for 
each  pair  of  paragraphs.  Leave  no  item  uncircled. 


1. 

first 

second 

2. 

first 

second 

3. 

first 

second 

k. 

first 

second 

5. 

first 

second 

6. 

first 

second 

7. 

first 

second 

8. 

first 

second 

9. 

first 

second 
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INTERMODULATION  TEST 


Name 


Circle  the  word  distorted  or  undistorted  to  indicate 
which  sound  you  hear  first  for  each  item.  Make  a  decision 
for  each  item.  Leave  no  item  uncircled. 


1.  distorted 

2.  distorted 
3»  distorted 
b,   distorted 

5.  distorted 

6.  distorted 

7.  distorted 

8.  distorted 

9.  distorted 

10.  distorted 

11.  distorted 

12.  distorted 
13«  distorted 
1^.  distorted 
15 •  distorted 


undistorted 
undistorted 
undistorted 
undistorted 
undistorted 
undistorted 
undistorted 
undistorted 
undistorted 
undistorted 
undistorted 
undistorted 
undistorted 
undistorted 
undistorted 


16.  distorted 

17.  distorted 

18.  distorted 

19.  distorted 

20.  distorted 

21.  distorted 

22.  distorted 
23o  distorted 
2^.  distorted 
25*  distorted 
26.  distorted 
27o  distorted 

28.  distorted 

29.  distorted 

30.  distorted 


undistorted 
undistorted 
undistorted 
undistorted 
undistorted 
undistorted 
undistorted 
undistorted 
undistorted 
undistorted 
undistorted 
undistorted 
undistorted 
undistorted 
undistorted 
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